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Cormter Y7 ••••••••••••• • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • 148
Oscillator Yl ..............•...................•....•........ 149
Range Switch Yl0 • . . . • . . • . • . • . . . . • • . . . . • . . • . . . . • • . • . • . . • . . • . • . 149
.Amplifier Y2 . • . . • . • . . • . . . . • • • . . • • . . . . . . . . • . • • . . • • • . . . . • • • . • • • 150

Mixer Oscillator Y6 •••••••••••••••••••••••••••••••••••••••••• 150

RF Attenuator Y4

Power Supply Y9

............................................. 150

151

151

..............................................
Modulation Unit Y8 ...........................................
1.05-GHz Frequency Range-Extension SMDU-B3 and 1.05-GHz
Frequency Doubler SMDU-B5 •••••••••••••••••••••••••••••••••••• 152
Doubler Y301 ................................................. 152

152

153

153

Bandpass Filters 0.5 - 1 GHz Y302 and Final Stage Y303 •••••••

Incorporating Options into the SMDU ••••••••••••••••••••••••••

Synchronizer SMDU-Bl .........................................
1.05-GHz Frequency Range Extension SMDU-B3 and
1.05-GHz Frequency Doubler SMDU-B5 ••••••••••••••••••••••••••• 153

1-GHz Frequency Meter SMDU-B4 •••••••••••••••••••••••••••••••• 154

Modification of Synchronizer SMDU-Bl ••••••••••••••••••••••••• 154

Real power with mismatch•••••••••••••••••••••••••••••••••• 23
Equivalent circuit diagram of a noise voltage source •••••• 24

Control circuits of amplifier Y2 •••••••••••••••••••••••••• 74

Block diagram of AF processing circuit •••••••••••••••••••• 86

Distortion meter with level control ••••••••••••••••••••••• 90
Block diagram of control logic in modulation unit ••••••••• 92

SIMPIBX. mode • • • • • • • • • • • • • • • • • • • • • • • . • • • • • • • • • • • • • • • • • • • • • • 95
DUPIBX. mode • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • 96
Re lay mode • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • 98

Block diagram including all options

Radiotelephone test assembly

Controls

RF levels

} Logic levels

} Inside views

Contact occupation of socket BCD OUTPUTS/RECORDER
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2. Preparation for Use and Operating Instructions

The values mentioned in this section are not guaranteed; only the specifica­

tions given in 1.3 are binding.

(
'

2.1 Legend for Fig. 2-1

The reference rrumbers ~ to 2 refer to the control elements of the Synchro­

nizer SMDU-Bl, which can be incorporated subsequently.

FunctionRef.No. I Engraving

1 I 392-525 784-1050
286-395 572-790
196-290 510-580
118-198
85-119
63.5-88
49-64.5

I

~
I 0.14-50

\

2

Pushbuttons for selecting the frequency
range. The red engraving of the upper
three ranges (510 to 1050) is applicable
if the 1.05-GHz Frequency Range Extension
SMDU-B3 or the 1.05-GHz Frequency Doubler
SMDU-B5 is incorporated and button 2
depressed. -

Button for frequency doubling. Pressing this
button doubles the upper three frequency
ranges if the 1.05-GHz Frequency Range Ex.­
tension SMDU-B3 or the 1.05-GHz Frequency
Doubler SMDU-B5 is incorporated. Then the
red engravings apply.

Digital frequency readout. Operating mode
and frequency range are selected by means
of buttons 11 • Internal RF or AF or ex­
ternal frequencies applied to sockets 45 ,
46 , 47 can be measured. Button 10 per­
mits the resolution to be multiplie'd""byten.

4 SYNCHRON Button for cutting in synchronization (no
synchronization possible, when pushbutton
11 EXT. 20 - 525 MHz is depressed). With
synchronization on, lamp .2 lights up.
The state of synchronization is indicated
on meter 6 •

Pilot lamp lighting up with synchronization
mode.

6 CONTROL VOLT. Meter for indicating the state of synchroni­
zation.

1 CH. SPACING
12.5/20/25/50/100/
150 kHz

Switch for selecting the spacing of the
locked frequencies for synchronization. With
synchronization mode (button ~ and one of
buttons 11, except for EXT. 20 - 525 MHz,
pressed) and when turning the fine-tuning
control 50, the signal generator frequency
varies according to the selected spacing of
the locked frequencies.
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Ref.No. Engraving Function ()
8 FINE 'IDNING Button for cutting in fine tuning. Fine

tuning of the synchronized signal generator
frequency is made with rotary switch .2 .

FREQ. FINE ~in coaxial rotary control for tuning of
the synchronized signal-generator frequency;
!button 8 must be depressed.
Outer knob: 1 rotation = about 10}6of

selected frequency spacing
~nner knob: 1 rotation = about 0.1% of

selected frequency spacing

10 RESOL. xlO Button for multiplying the resolution of
frequency readout 2 by ten.

11 0.5 - 1 GHz }
20 - 525 MHz EXT.
15 Hz - 30 MHz

: } INT.

Buttons for selecting the operating mode
and the frequency range of frequency read­
out 2. Internal (INT.) or external (EXT.)
frequencies can be measured, external sig­
nals being fed into sockets ~ , 46 or
47 · Frequencies from 525 MHz to 1 GHz can
be measured only if the 1-GHz Frequency
Meter SMDU-B4 is incorporated.

12 MOD.
INT.
EXT.

AM
Blttons for cutting in the amplitude modu­
lation and for selecting internal or extern­
al AM. With external AM, the signal is fed
into socket 51 • With button 23 AM de­
pressed, meter 15 indicates the modula­
tion depth (adjusted with 35 )•

13 I PREEMPH.
6 dB/OKT.

14 I MOD.
INT. FM
EXT.

Buttons for cutting in a preemphasis of
6 dB/octave with FM.

Blttons for cutting in the frequency modu­
lation and for selecting internal or ex­
ternal FM. With external FM, the signal is
fed into socket ~ • With button 23 FM
depressed, the frequency deviation is indi­
cated on meter 1.2 (adjustment with 17 ).

Meter for indicating the modulation depth,
the frequency deviation, the phase devia­
tion, the voltage at modulation-generator
output 41 , the voltage at AF voltmeter in­
put 44 -,-the distortion or the SINAD ratio.
The type of indication is selected by means
of buttons 23 , the range of indication
with switch 22 • 'l'Ypeand range of indica­
tion are displayed on 16 •

16 Illuminated display of type of indication
selected with buttons 23 (kHz, rad, %, mV)
and of indicating range selected with 22 •

R 35169 - 12



Ref .No. Engraving Function

(

18

20

10
100 kHz

MOD. GENERATOR
FIXED VAR.

6
3
2.7
1
0.4
0.3
kHz

FREQ.

10-30
3-10
1-3
0.3-1
0.1-0.3
0.03-0.1
kHz

Push-pull rotary knob for adjusting a fre­
quency deviation up to 10 kHz (in) or up to
100 kHz (out). The frequency modulation is
selected with ~ • If button 23 FM is de­
pressed, the frequency deviation is indicated
on meter 1..2 •
The button permits adjustment of the phase
deviation if 13 is pressed.

Button for selecting the fixed frequencies
set with 19 (released) or the ranges set
with 19 {Pressed) and tunable with £.! .

Buttons for selecting the fixed frequencies
(left column) or the frequency ranges (right
column) of the modulation generator depend­
ing on the position of button 18 • Fine
tuning of the modulation frequency is made
with 21 , the frequency being indicated on
roor-L.

Scale for indicating the frequency of the
internal modulation generator if 18 is
pressed. The frequency range is selected
with 19 , fine tuning of the frequency is
made with 21 • With button AF INT. 11
pressed, the digital frequency readout L
indicates the accurate modulation frequency
if one of buttons MOD. 12 or 14 is
pressed.

·.·· C:'-

21

22 RANGE
AUTO
STOP
MAN.

Rotary knob for adjusting the frequency of
the modulation generator if 13 is pressed.
'Ihefrequency range is selected with buttons
19 and the frequency read on 20 • With
button AF INT. Q pressed, the frequency
of the modulation generator is indicated on
the digital readout L . The modulation ge­
nerator is operative only if at least one of
buttons MOD. ~ or ~ is pressed.

Range selector for meter 15 . In the upper
position the indicating range is selected
automatically, in mid-position the momentary
range is preserved and each time when setting
the switch to the lower position switchover
to the next range is effected. The indicating
range is displayed on 1.§ •
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Ref.No. Engraving Function (.

INDICATION
FM
'fM 6 dB/OKT.
AM
MOD. GEN.
AF VOL'IM.

Buttons for selecting the type of indication
of meter 15 • 'lhemeasuring unit (kHz, rad,
%. mV) is displayed on 16 •

24 DEV. METER
ON

Button for switching in the deviation meter.
'lhemode is selected by means of EJ.. , 28 •
The deviation is indicated on 1.2 with
button FM 23 pressed. If the test signal
present at 46 or 47 is unmodulated, the
spurious deviation is indicated.

+
Button for indicating the negative or the
positive deviation.

26 LED indicating that the deviation meter is
ready for operation. It lights up only if
the frequency of the RF signal present at
46 or 47 is within the operating range
TOr pulling range with Duplex AFC) of the
deviation meter and its level is sufficient.

28

RELAIS ON
fup OFF
flow

Switch (3 positions) for selecting the
relay mode.
Up: Upper band (f )
Centre: Relay ope¥~tion off
Down: Lower band (f1 )
Relay mode OFF is iAfl'!catedby the LED.

SIMPLEX
DUPLEX-AFC

Button for selecting the simplex or duplex
mode in the case of deviation measurements.

ZERO I Rotary knob for compensation of the devia­
tion amplitude in relay operation.

CCITT FILTER Button for switching in the CCITT filter.
This filter is switched in only if one of
buttons FM £2 or tf M 23 together with
24 or if button AF VOL'lM. £2 is pressed.

DIST.
1 kHz

Button for switching in the distortion
meter. The distortion meter is switched in
only if one of buttons FM 23 or 'f> M 23
together with 24 or if button AF VOL'lM.
~ is pressed. Meter 15 indicates the
distortion, % appears on readout 16 • If
no signal is present, LED UNCAL. lights up
on .12 • The CCITT filter 30 can be
connected for distortion measurements.

ZERO II Rotary knob for compensation of the devia­
tion phase in relay operation.
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Ref.No. Engraving Function

d.2 SINAD Button for connecting the SINAD ratio meter.
The notes given under L! also apply.

The SINAD values 6/12/20 dB are marked by
LEDs on meter l2 . They light up if the
corresponding range is selected.

34 LEVEL Push-pull rotary knob for adjusting the out-
0.5 v put voltage of the modulation generator at
5V socket 41 • When pushing the knob, output

voltages down to 0.5 V and when pulling it,
levels up to 5 V can be adjustediWith button
23 MOD.GEN. depressed, the adjusted voltage i
indicated on meter 15.The modulation generate
is only operative if at least one of the butt
MOD. 12 or 14 is depressed.

~ % Rotary knob for adjusting the modulation
depth. The amplitude modulation is selected
with buttons ..!£ • With button E,2 AM de-
pressed, the modulation depth is indicated
on meter 15 •

36 Crank-type knob for adjusting the RF output
voltage.

"21. Fine scale of the RF output attenuator;
graduated in 0.1-dB steps for adjusting and
reading small level differences.

~ oillil Power switch; pressed~ on.

,i.2 RF Output socket for RF voltage (adaptable).
50 Q 'Iheoutput level can be read on scale ~·

40 RF OFF Illuminated button for cutting off the RF
voltage. The output impedance of output ~
is not affected.

Due to the incorporated Overload Protection
SMDU-B2, this button lights if an
external voltage is fed into output 39 •

41 MOD. GEN. Output socket of modulation generator. 'Ihe
:<:::: 50 Q amplitude of the output voltage is adjusted

with ~ and indicated on meter 15 if
button 23 MOD. GEN. is depressed-:-Themodu-
lation generator is only operative if one of
the buttons 12 or 14 MOD. is depressed.

s
r
ons
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Ref .No. Engraving Function

42

44

MOD. AF AF output socket for meter amplifier. The
signal type can be selected with 23 and
the amplitude adjusted in 10-dB steps by
means of 22 • CCITT weighting is possible
with the aid of button ~ •

With buttons FM g,2 and 24 pressed, the
demodulated signal from the deviation meter
is available. When measuring the distortion,
only the harmonics spectrum is available.

Scale for indicating the level at RF output
39 • The level is adjusted with 36 . The
'dBri and dBV scales are calibratedfu 2-dB steps ,
Smaller steps can be adjusted with the
attenuator fine scale "2J_ •
Above 1 VEMF the mark for Eout into 50 Q on
the cursor of the attenuator applies.
Note: the attenuator is calibrated in VF.1-1F,
the mark for Eout into 50 Q may have an
additional error of +1 dB.

I?_
~~:_,..

UA EMK
6 dB dBn

50 Q dBV

AF VOL'l'METER
15 Hz - 150 kHz
> 100 kQ

EXT. FREQ. METER
15 Hz - 30 MHz
UE > 10 mV> 10 kQ 40 pF
MAX. 3 V

Input socket for the AF voltmeter. If button
_52 AF VOL'IM.is depressed, the external
signal voltage is indicated on meter 15 •
When button 21. is pressed, the distortion
is indicated: With button ~ pressed, the
SINAD ratio can be read.

Input socket of frequency meter for external
s!gnals from 15 Hz to 30 MHz. The frequency
of the signal applied is indicated on digital
readout 2 if button l! EXT. 15 Hz -
30 MHz is depressed. Signals with an ampli­
tude between 10 mV and 3 V can be measured.
Voltages up to 10 V (also DC voltage) do not
damage the frequency meter.

46 EXT. FREQ. + DEV.
METER
20 - 525 MHz
UE) 10 mV
::::50 Q
MAX. 3 V

Input socket of frequency and deviation
meter for external signals from 20 to 525
MHz. The frequency of the signal applied is
indicated on 3 if button 11 EXT. 20 -
525 MHz is depressed. The deviation is in­
dicated on l2 if buttons 24 and FM 23
are pressed.

Signals with an amplitude between 10 mV and
3 V can be measured. If the minimum voltage
is < 10 mV, the input is cut off; zero is in­
dicated on 3 and 26 goes out. Voltages up to- -iv v, a.i~o ...,c, <A.onot ut.i .•;:.,,.,t: the test input.
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Ref.No. Function(

48

(

(

Engraving

EXT. FREQ. + DEV.
METER
0.5 - 1 GHz
UE) 30 mV
::::50 Q
Max. 1 V

MHz

EXTERN. MODULATION
AM
::::15 mV/%
::::600 Q

EXTERN MODULATION
FM
::::5 Vs/6!MAX
MAX. 10 vs- --

Input socket of frequency and deviation
meter for external signals from 0.5 to 1 GHz.
For this measurement the 1-GHz Frequency
Meter SMDU-B4 must be incorporated. With
button 11 EXT. 0.5 - 1 GHz depressed, the
frequenc'Y"°ofthe signal is displayed on ~ •
The deviation indication is the same as
under 46 if button _g (frequency doubling)
is pressed.

Signals with an amplitude between 30 mV and
1 V can be measured. Voltages up to 3 V,
also DC, do not damage the test input.

Analog frequency drum dial. The eight indi­
vidual scales are selected with buttons 1 •
Each selector button is arranged on the same
level as its scale. The red engraving of the
upper three ranges (510 to 1050) is appli­
cable if the 1.05-GHz Frequency Range Ex­
tension SMDU-B3 or the 1.05-GHz Frequency
Doubler SMDb-.85 is incorporated and button
2 denressed.

Rotary knob for coarse tuning of the signal
generator frequency. Fine tuning is made
with 50 • The adjusted frequency can be
read o'i1"scale 48 and after depressing
button 1l RF INT. also on digital read­
out ~ •

Rotary knob for fine tuning of the signal
generator frequency. See also under 49 •

Input socket for external AM signals. Button
12 AM EXT. must be depressed. The modula­
tion depth can be selected with 35 and,
after depr-eeaf.ng button 23 AM and selecting
the indicating range with 22 , read on meter
12 .
Input socket for external FM signals. Button
14 FM EXT. must be depressed. The frequency
deviation can be selected with 17 and,
after depressing button 23 FM and selecting
the indicating range with 22 , read on
meter 1.2 • Phase modulatioi1"is obtained with
button J.3 pressed.
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Ref.No. Function

@-··
·-···;\

,.

61

Engraving

AC ~ 600 Q

DC ::::2kQ

AC SUPPLY ADAPTER

REF. FREr:.
10 MHz LrLr 5 V

DEMOD. OUTPUT

BFAT FREQ.
ONLY W. OPT. DEV.
METER

Switch for selecting the coupling of signals
at FM input ~ • With DC coupling the input
impedance at _!2,g is approx. 2 kQ, with AC
coupling approx. 600 Q.

AC-voltage output for connecting accessory
units (e.g. AM Unit SMDU-Zl). 'l'hevoltage at
this output is cut in via the power switch
of the SMDU.

Output socket of internal 10-MHz crystal
oscillator. See also 56 •

Input socket of counter control; connected
via cable with the output of the internal
10-MHz crystal oscillator. After removing
the cable, an external 10-MHz time base with
TTL output level can be connected.

The demodulated signal of the SMDU is avail­
able at connections 1 and 2 (chassis), e.g.
for measuring the AM distortion.

In the case of version 249.3011.07,
connection of a VOR-ILS Unit 214.3115 •• is
possible.

Output of beat frequency meter in deviation
meter. The output signal is independent of
the position of buttons 23 , 24 , 28 •

Chassis socket

60 RF OUTPUT II

BCD OUTPUTS/
RECORDER

Output socket for the RF voltage derived be­
fore the amplitude modulator. A signal of
) 20 mV is available for measuring the fr·e­
quency, deviation etc. The level is indepen­
dent of the setting of the output attenuator
36 • With the 1.05-GHz Frequency Range Ex­
tension SMDU-B3 or the 1.05-GHz Frequency
Doubler SMDU-B5 built in and an output fre­
quency > 525 ~lliz,the non-doubled frequency
is available at this outQut.

Output socket for recording the test results.
From the frequency meter the frequency is
available in BCD code; from meter 15 the
indication voltage is available; 1 -V-~full
deflection. In addition, the internal operat­
ing voltages are taken to this output (see
Fig. 2-2).

By connecting points 49 and 50, the resolu­
tion of the digital frequency meter is in­
creased by the factor of 10.
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( Ref.No. Engraving Function

62 115 VT 1,6 D 125 V Voltage selector with power fuse, and
220 V T 0,8 B 235 V spare fuses on the inside of the cover

plate.

63 AC SUPPLY AC-supply receptaole.

2.2 Preparation for Use (For operating controls see Fig. 2-1)

2.2.1 AdJusting to the Local AC-supply Voltage and Switching On

(

The SMDU complies with the safety regulations according to VDE 0411 Class I.

Class I requires insulation of the circuits carrying AC supply during opera­

tion. In addition, all exposed conducting elements that are likely to be

immediately alive in the case of a failure, must properly and permanently

be connected with each other and with the non-fused earthed conductor. The

power plug should therefore be inserted only into an earthing-contact type·

socket. Do not interrupt the non-fused earthed conductor when using extension

lines. Connect the terminal, if any, permanently to a non-fused earthed con­

ductor.

The SMDU is factory-adjusted for operation from 220 V AC supply. By changing

the position of the voltage selector 62 the set can also be operated from

115, 125 or 235 V. For this purpose unscrew the fuse from 62 and remove

the cover plate. 'l'urnthe cover plate until its marker line points to the

desired AC-supply voltage and put it on again. Screw in the fuse required

for the selected AC-supply voltage:

(_ T 1.6 D for 115 or 125 V

T o.8 B for 220 or 235 V

Connection to the AC supply is made via socket ~ and the power cable

supplied. Variations of the AC-supply voltage up to :10% of the ratings do

not affect the performance of the set as specified in section 1.3. With

heavier fluctuations, a transformer or AC-voltage stabilizer should be

connected ahead of the signal generator.

The set is switched on with button ~ • When the set is switched on and

the power fuse is intact, the digital display )_ Ll.ght.s up.
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2.2.2 Adjusting the Zero of the Meter

If the SMDU is switched off, the pointer of meter 1.2 must be at scale zero.

Correct, if necessary, with the recessed screw below the meter. Before

checking or adjusting the zero, wait a few minutes after the set has been

switched off in order to avoid incompletely discharged capacitors causing a

re~idual deflection. The electrical zero is identical with the mechanical

zero. Meter 6 (only with incorporated Synchronizer SMDU-Bl) serves as

indicator, its zero (centre) cannot be corrected.

(,)

2.2 Operating Instructions_ (Fn~ npP~~~ing cnn~~ols see Fig. 2-1)

2.2.1 RF Oscillator

2.3.1.1 Adjusting the Frequency

Select the desired frequency with the corresponding button l . The frequency

range is indicated beside the button and the associated frequency scale is

arranged on the same level. The red engravings are applicable if the 1.05-GHz
'

Frequency Range Extension SMDU-B.3or the 1.05-GHz Frequency Doubler SMDU-B5

is incorporated and button g depressed.
Coarse adjustment of the frequency is made with tuning knob 49 and fine ad­

justment with the outer tuning ring 2Q . For highly accurate setting use the

internal frequency meter. Depress button l! RF INT. and read the signal

generator frequency on display L , in the frequency range 0.14 to 5C MHz

with a resolution of 10 Hz, in all other ranges up to 787 MHz with a resolu­

tion of 100 Hz. After depressing button 10 , the accuracy of indication is

increased by the factor of 10 so that up to 50 MHz an accuracy to within 1 Hz

and up to 787 MHz to within 10 Hz can be achieved. In the uppermost frequency

range from 787 to 1050 MHz the resolution is 1 kHz and 100 Hz respectively.

Since the resolution of the oscillator vernier drive is limited, a frequency

below 50 MHz can only be set to within 1 Hz with the Synchronizer SMDU-Bl

built in.

(J

2.3.1.2 Synchronizing the Freguenc~

{only with built-in Synchronizer SMDU-Bl)

The Synchronizer permits the frequency to be set with high accuracy and kept

stable. The synchronization is cut in with button ~ (if button ll EXT.

20 - 525 MHz is pressed, synchronization is not possible). Pilot lamp .2.
lights up with synchronization mode. The frequency can now be set to

integ"l"almultiplJ?s of th'?spa.cine: of thP. locked
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frequencies selected with switch 1 . When rotating knob 50 , the frequency

varies by the amount of the selected spacing as soon as the hold range of th~

synchronization is exceeded. On meter .§ can be observed how quickly and

exactly when, the changeover point is reached.

For adjusting any frequency in between, depress § and tune the frequency

with double knob 2 . When rotating the outer knob 2 ten times, the fre­

quency is varied by about the spacing selected with 1 , whereas ten rota­

tions of the inner knob .2 yield a frequency tuning of about 1% of the

spacing. A frequency change by the amount of the selected spacing can be

started from any frequency adjusted with the fine-tuning control. The fre­

quency jump may however deviate up to 1% from the selected spacing. Rotary

knob 2 permits this deviation to be corrected.

2.3.1.3 Adjusting the Output Voltage

The RF output voltage can be adjusted with crank-type knob 36 , read on

scale ~ and derived at socket 39 • Scale 43 is made up of three

differently calibrated scales. The upper scale is calibrated in VEMF and

reads twice the voltage into a 50-Q load. The lower scales are calibrated

in dBn (referred to 1 mW into 50 Q) and dBV (referred to 1 VEMF).

Small level differences below -10 dB can be adjusted with the fine scale ~

of the atterru.atorknob. The fine scale is calibrated in 0.1-dB steps and in

0.2-V steps. One rotation of the fine scale (10 dB) may cause an error of

~0.8 dB, i.e. the EMF, dEm or dBV calibration of scale i2 may differ from

the fine scale by this amount. On the cursor of scale 43 a shorter line is

engraved at 6 dB left from the long line, which permits reading of the out­

put voltage into 50 Q. Since the scale is calibrated in VEMF, dBn and dBV,

the line for E t into 50 Q may have an additional error of about +l dB due
OU

to the linearity error of the output attenuator.

The VSWR is< 4 for maximum output voltage and< 1.2 with attenuator settings

> 10 dB (for Dezifix A output). Although the error resulting from this VSWR

is compensated for by the calibration of the output attenuator, a smaller

VSWR is desirable in certain precision measurements and in cases where the

SMDU must constitute a reflection-free termination for the load. In this

case the interconnection of a 10-dB ill-IFAttenuator DPF 100.1814.50 equipped

with Dezifix A connectors is recommended for reducing the reflection co­

efficient to about 5 to 3%, depending on the output attenuator setting.
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2.3.1.4 Connecting a Load (
'l'heRF output 39 of the SMDU is fitted with an N connector, therefore a

cable with an N connector is required for connecting a load. Care should be

taken t.hat the N connectors are not damaged by knocks and jolts. The contact

surfaces of the connectors should always be kept clean; this makes for better

contact and reduces the reflection coefficient. If an optimum RF connection

and minimum reflection coefficient are not essential, the other end of the

cab.:e can be adapted to the input connection of the test item. Should it not

be possible to ccnnect test items with N connectors, the RF output of the

SMDU can be adapted tor use with other co:mectcr systems, as described in

section 2.3.1.8.

In order to protect the RF output, the SMDU radiotelephone model is equipped

with the Over Load Protection SMDU-P,2. This overload protection separates the

connection between output socket 39 and the output attenuator in case of

overloadifli:';.If the output attenuator is set to maximum (right-hand stop), a

DC voltage of 20 V does not cause damage and with output voltages below

O. I V up to 250 V DC may be applied. Its response time is approx. l ms and

the response is indicated by pilot Lamp liO.

(

2 .3. l.5 Voltage at the Load

If the input impedance of the test item is complex and does not exactly agree

with the source impedance of the signal generator, the voltage _g; at tne load

can be calculated from the open-circuit voltage E11F adjusted on the signal

generator and the complex input impedance ~l of the load:

= EMF
7..::!1 (E c7

~l + zs

This formula applies provided that the characteristic impedance of the cable

connecting the load is equal to the signal-generator output impedance (50 Q)
and with attenuator settings < 0 d.Bn. It is advisable to select the load

impedance equal to the source impedance of the signal generator. Then the

voltage at the load is half the EMF adjusted and indicated on the signal gene­

rator (also with levels ) 0 dBn), the output impedance of the signal generator

being 50 Q, Tne cable impedance, contact resistances and other discontinuities

are negligible. The conversion factors for the voltage and the level at the

load for different load resistances are given in the following Table.
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R k ak
[Q1J

[dB]

50 0.5 6
60 0.545 5.3
75· 0.6 4.4

150 0.75 2.5
240 0.828 1.6
600 0.92 0.7

Voltage at the load

Level in d3 at the load

input resistance of load

voltage at the load

level at the load

EMF adjusted on the signal gene­
rator

=

=

=

level adjusted on the signal
generator

k = conversion factor

a =

= dB value to be subtracted with
different load resistances

EMF x k=

= a - ~

2.3.1.6 Power Consumption of the Load

The lower scale 43 of the output attenuator indicates the power delivered by

the SMDU to an ideal load in dB below 1 mW into 50 Q (dBn). Slight mismatch

of the load to the voltage source has very little influence on the power con­

sumed. 'Ihepower drop caused by a characteristic impedance differing from

that of the signal generator output is almost negligible. As can be seen in

Fig. 2-3, a mismatch of z1/zs = 1/3 results in a power drop of about 2.5 dB

and z1/zs = 2/1 produces a power drop of 1 dB.

__P

Pma.x.

0,5

t P:x.0 dB

-ldB

-3dB

son son zsn
-SdB

0,10 0,25 0,50 0,75 1,33 2 4 10

Fig. 2-3 Real power with mismatch
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2.d.1.7 Adjusting Extremely Small Output Voltages
(.J

The high-quality output attenuator and good shielding of the SMDU permit

accurate setting of extremely small output voltages. Whether these small

voltages arrive at the input of the test item or whether they are invalidated

by superimposed noise voltages deperrlson the test item and the connecting

cables used. In general, noise voltages can be prevented by good shielding

of the test item, use of short connections (avoid cables, if possible) and AC

supply from twin wall sockets. Noise voltages may develop as follows:

'IWotypes of noise voltage are distinguished by their sources: noise voltages

developing from hum pickup and noi~e voltages caused by inductive leakage.

Fig. 2-4 illustrates the development of a noise voltage. The noise voltage En

is effective at the load input if the noise current I on the outer conductorn
of the cable with resistance R causes the voltage drop E = I x R • Thec n n c
noise voltage source E is somewhere in the noise voltage loop formed bys

Cali le

------HJ

,.. BA•

£0JxR~E
n n c s

Hc c
Fig. 2-4 Equivalent circuit diagram of a noise voltage source

The equation given in Fig. 2-4 shows that the noise voltage at the load

decreases with decreasing noise voltage source E and resistance R and withs c
increasing earth wire resistances R1 and R2• Since R1 and R2 must be kept

small for reasons of safety, the impedance Rc must be minimized. The impedance

R depends not only on the cable sheath and the contact resistances of thec
outer conductor, but also on the shielding of the input stage of the test

item. The shielding and connection to the outer conductor of the connecting

cable should be short and of low impedance.
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(
The noise voltage source E may exist between the earthing points A and B ifs
the neutral conductor of the AC supply is at the same time used as a non-fused

earthed conductor. If signal generator and test item are earthed at different

points of the AC supply, the voltage drop between A and B (Fig. 2-4) may also

be caused by the power consumption of a third load. This will result in noise

voltages of a frequency of 50 Hz and its harmonics. The noise source can be

avoided by minimizing the distance between points A and B (twin socket).

Noise voltages can be induced in the hum-pickup loop R1, Re' R2 by inductive

leakage of power transformers or poorly shielded RF voltage sources. These

noise voltages can be prevented by making the pickup loop as short as possible

by suitable wiring.

2.3.1.8 Adapting the RF Output to other Connector Systems

Output 39 of the SMDU can readily be adapted to suit other connector systems.

Output 39 is provided with an adaptable Dezifix A base. Simply unscrew the

end pieces of the outer and inner conductor of the N socket and replace them

by the corresponding parts of the desired connector. The following screw-in

assemblies are available for the adaptable Dezifix A base:

Desired connector on the equipment (50 Q) Order number

(

DEZIFIX A
PRECIFIX A
General Radio 900
BNC plug
BNC socket
C plug
C socket
N plug
N socket
UHF plug
UHF socket
4.1/9.5 plug
4.1/9.5 socket
1.8/5.6 plug (DIN 47226)
1/3 plug Schnapp
1/3 socket Schnapp
TNC plug
TNC socket
General Radio 874
1.3/4 plug
1.3/4 socket

400.1517 .oo
400.1017 .oo
017.9758.00
017.7910.00
017.5923.00
063.3013.00
017.5617 .oo
017.7690.00
017.5481 .oo
017.7449.00
017 .5323.00
017.9212.00
017.8651.00
435.0017.00
424.8486.00
424.8557.00
420.2525.00
420.2554.00
420.2'"(90.oo
420.2690.00
420.2625.00

Attention is drawn to the fact that the conversion of the N connector into

another system, with the exception of Dezifix A and Precifix A, affects the

reflection coefficient of the output and possibly the RF leakage•

.•.~..
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2.3.2 Modulation Generator

2.).2.1 Setting the Freguency

Fixed frequencies: Release button ~ • Buttons 19 permit one of the six

fixed frequencies of the modulation generator to be selected. The frequency

values are given to the left of the pushbuttons.

Variable frequencies: Press button 18 • The desired frequency range is

selected with buttons 19 ; the ranges are given to the right of column 19

The frequency is adjusted by means of rotary knob gi within the selected

range and read on scale 20 • The digital frequency meter ~ permits the

frequency of the modulation generator to be adjusted and read accurately to

within 1 Hz if buttons 11 AF INT. and 10 RESOL. are depressed.

The built-in modulation generator is orilyoperative if one of the buttons

MOD. 12 or 14 is depressed.

2.3.2.2 Adjusting the Output Voltage

The modulation generator signal can also be used for external purposes. The

output voltage can be adjusted with knob 34 and derived at socket 41 •

Knob 34 is of push-pull type. When pulling it, an output voltage up to

5 V can be adjusted, when pushing it, a maximum voltage of 0.5 Vis adjust­

able. The voltage can be read on meter 1.2 if button 23 MOD. GEN. is

depressed. The indicating range of meter 1.2 can be selected with switch

22 • In position AUTO of the switch, the indicating range is selected auto­

matically so that the pointer of meter 15 is always between 1/3 f.s.d.

and f.s.d. In mid-position STOP the momentary range is preserved, and each

time when setting the switch to the lower position MAN. (momentary position),

switchover to the next.range is effected. The selecied indicating range (10,

30, 100, 300, 1000, 3000, 10,000) and the measuring unit (mV) are indicated

on the illuminated dispiay 16 above meter 15 •

Note that the modulation generator is only operative if one of the buttons

MOD. 12 or 14 is depressed.
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(
2.3.3 Modulation

2.3.3.1 Freguency Modulation

The frequency modulation is cut in with the upper button MOD. 14 • With the

lower button 14 internal or external frequency modulation can be selected.

With internal FM, the signal of the built-in modulation generator is used for

frequency modulation, the modulation frequency being selected according to

section 2.3.2.1. When selecting FM EXT., the SMDU can be frequency-modulated

with external signals between 0 and 100 kHz applied to input FM 52 • For

maximum deviation, a voltage of about 5 V into 600 Q is required. Thep
voltage must not exceed 10 V since otherwise the input may be damaged.p
Frequency modulation with external signals permit DC or AC coupling,

selectable with switch ~ • With DC coupling the source impedance is approx.

2 kQ, with AC coupling approx. 600 Q at a bandwidth of 30 Hz to 100 kHz.

(

The frequency deviation range is selected with switch 17 and fine adjust­

ment made by turning rotary knob 17 . After depressing button ~~3 FM, the

frequency deviation can be read on meter 12 . With switch 22 i.n upper

position AUTO, the indicating range of the meter is automatically selected

so that the pointer of the meter is always in the most favourable range

between 30 and 100% of f.s.d. In mid-position STOP the presently selected

range is stopped and when setting the switch to the lower position MAN.

(momentary position), switchover to the next range is effected. The indicating

range (0.1, 0.3, 1, 3, 10, 30, 100) and the associated measuring unit (kHz)

are indicated on the illuminated display 16 above meter 1.2 • The rms

value is measured in the two lower ranges (0.1 and 0.3 kHz) and the peak

value indicated in the remaining ranges. Thus the value indicated in ranges

0.1 and 0.3 kHz is smaller by a factor of 1.4.

·ll,.. To disable the frequency modulation, button MOD. 14 is released. AM and

FM are possible simultaneously (see 2.3.3.3).
In the synchronized mode, a modulation index of 1500 should not be exceeded

at a 150-kHz spacing of the locking points. Minimum modulation frequency: 100 Hz.

2.3.3.2 Phase Modulation

Button 13 permits a preemphasis to be cut in if FM has been selected before

in accordance with section 2.3.3.1. According to FTZ recommendations, the

preemphasis is 6 dB/octave in the modulation frequency range 300 Hz to

3 kHz, level adjustments being referred to 1 kHz. For the adjustments and

indication of phase modulation, the notes given under 2.3.3.1 also apply.
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After pressing button~M 23, the phase deviation can be read on meter 15

'lhe indication ranges 0.1, 0.3, 1, 3, 10, 30, 100 rad are available. When

measuring make sure that the deviation adjusted with 17 is not exceeded

(check by selecting the frequency modulation mode).

Phase and amplitude modulation are possible simultaneously (see section

2.3.3.3).

2.3.3.3 Amplitude Modulation

Amplitude modulation is cut in with the upper button 12 MOD. With the

lower button 12 internal or external ampiitude modulation can be selected.

With internal AM, the signal of the built-in modulation generator is used

for amplitude modulation, the desired modulation frequency being selected

according to section 2.3.2.1. When selecting AM EXT., the SMDU can be

amplitude-modulated with external signals applied to input 51 AM. For a

modulation depth of 100%, a voltage of about 1.5 V into 600 Q is required.

'lhevoltage must not exceed 10 V since otherwise the input may be damaged.

The modulation depth is adjusted with rotary knob ~ • After depressing

button ~ AM, the modulation depth can be read on meter l2 . With switch

22 in upper position AU'l'O,the indicating range of the meter is automati­

cally selected so that the pointer of the meter is always between 1/3 f.s.d.

and f.s.d. In mid-position S'l'OPthe presently selected range is preserved

and each time when setting the switch to the lower position MAN. (momentary

position), switchover to the next range is effected. The indicating range

(1, 3, 10, 30, 100) and the associated measuring unit (%)are indicated on

the illuminated display 16 above meter 15 •

When releasing button 12 MOD., the amplitude modulation is cut off.

Simultaneous amplitude and frequency modulation are of course also possible

(see sections 2.3.3.1, 2.3.3.2).

(J

2.~.4 Frequency Measurements

The digital frequency meter of the SMIXJ can also be used for external sig­

nals, for which three inputs are provided on the front panel:

Socket ~ for signals between 15 Hz and 30 MHz,

Socket 46 for signals between 20 MHz and 525 MHz,

Socket .!!.7 for signals between 0.5 GHz and 1 GHz.
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(
Signals between 0.5 and 1 GHz can only be measured if the 1-GHz Frequency

Meter SMDU-B4 is incorporated in the sriIDu. After depressing one of buttons

11 EXT., the frequency applied to the input is indicated on the digital

display ~ • The resolution is 10 Hz when measuring at socket ~ (15 Hz
to 30 ~lliz)and 100 Hz in the other frequency ranges. When depressing button

10 RESOL. x 10, the resolution is increased to 1 Hz or 10 Hz due to the

extended measuring time. By connecting the contacts 49 and 50 on the rear

multipoint connector .§1. , the measuring time of the frequency meter can

additionally be increased by the factor 10 so that a resolution of 0.1 Hz
or 1 Hz is achieved (the decimal point is not shifted).

Signals with voltages between 10 mV and 3 V (30 mV to 1 Vin the range 0.5

to 1 GHz) are accurately indicated.

(
In position AF INT. of button 11. , the counter indicates the frequency of

the signal which is processed in the modulation unit.

The following table shows in which mode, frequency range and range of analog

indication the counter functions properly:

(

Mode Range of analog Frequency range
indication 1) of frequency meter

AF voltmeter ) 10 mV 30 Hz to 30 kHz
Mod. generator ) 10 mV 30 Hz to 30 kHz
AM > 1% 30 Hz to 30 kHz
FM and tf M ) 1 kHz dev. 30 Hz to 30 kHz
Deviation meter > 1 kHz dev. 300 Hz to 15 kHz
Distortion meter -- no frequency indication

l) Proper functioning of the counter below 1/3 fsd of meter 12 cannot
be guaranteed.

When not in use, switch off the internal modulation generator in order to

avoid crosstalk on the counter.

At the rear socket 61 the counter content is available in ECD code with

'lTLlevel. In additioD, the internal operating voltages can be measured at

this socket. Table 2-1 (Appendix) shows the contact wiring.
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AF Voltmeter

The SMDU radiotelephone model can be used as an AF voltmeter for external

signals applied to socket 44 . With button 23 AF VOL'IM.depressed, the

AF voltage in the frequency range 15 Hz to 150 kHz is indicated on meter

15 • The indicating range of meter _l2 is selected with switch 22 • With

switch 22 in the upper position AU'IO, the indicating range is automati­

cally selected so that the pointer of the meter is always in the most favour­

able range between 30 and 100% of f.s.d. In mid-position STOP the presently

selected range can be held and each time when setting the switch to the

lower position MAN. (momentary position), switchover to the next range is

effected. The indicating range (10, 30, 100, )00, 1000, 3000, 10,000) and

the associated measuring unit (mV) are indicated on the illuminated display

16 above meter 15 •

The voltage at socket 44 must not exceed 30 V since otherwise the input

will be damaged.

2.3.6 Deviation Measurements

Two inputs are provided on the front panel for application of the test signal

in the case of deviation measurements:

Socket 46 for signals up to 525 MHz

Socket 47 for signals between 0.5 GHz and 1 GHz.

These sockets are also the inputs of the frequency meter. Deviation measure­

ments on signals between 0.5 and 1 GHz are possible only if the 1-GHz Fre­

quency Meter SMDU-B4 is built in. If also the 1.05-GHz Frequency Range Ex­

tension SMDU-B) or the 1.05-GHz Frequency Doubler SMDU-B5 is built in,

deviation measurement in this range does not differ from that in the range

up to 525 MHz. If only the 1-GHz Frequency Meter SMDU-B4 is incorporated,

deviation measurements in the range 0.5 to 1.05 GHz are also possible. For

this application the SMDU has to be set to half the frequency value at which

the measurement is to be taken. Moreover, in the simplex mode (section

2.3.6.1) and duplex mode (section 2.3.6.2), operation is slightly different.

'lheindication of the frequency deviation is switched in with button FM 23 ,

positive or negative deviation being selected with button ~ • For measuring

the phase deviation, press button ~M 23; in this way, a deemphasis of

6 dB/octave is connected.

~[\~I
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Switchover from spurious FM (rms weighting) to wanted FM (peak weighting)

measurement is automatic. 'Ihe spurious FM is measured in the two lower

ranges (100 Hz and 300 Hz), the wanted FM is indicated in the remaining

ranges (1 kHz to 100 kHz). 'Iheindication range of meter 15 is selected

with switch 22 • In position AU'l'O of switch gg, the range is automatically

selected. 'Iherange (0.1, 0.3, 1, 3, 10, 30, 100) and the associated unit

(kHz or rad) are displayed on 16 above meter 15 • 'Iheswitchover from

rms to peak-responding indication is automatic when changing over from the

300-Hz to the 1-kHz range.

Since the wanted FM is measured as peak value, it is necessary that for the

determination of the S/N ratio either the indicated peak value is converted
. ( indicated value) I . .into an rms value or the SN ratio calculated with peak
value is reduced by 3 dB. "(2
Deviation measurements are possible in the simplex, duplex AFC and relay

modes (see sections 2.3.6.1 and 2.3.6.2).

2.3.6.l Simplex Mode

(

Press the corresponding button FREQ. METER EXT. l!. and read the frequency

of the test iternon 2. . Press button RF INT. 11. and adjust the SMDU for

the same frequency. Press button 28 : the oscillator of the SMDU is now

automatically varied by 200 kHz (corresponding to the IF of the deviation

meter) and "add 200 kHz" lights up on dir;italreadout 2 . Next switch in

the deviation meter using button 24 and FREQ. METER EXT. by means of

button l!. . LED 26 lights up indicatiil[Sthat the deviation meter is

ready for operation. In the case of unmodulated test items, meter 15 in­

dicates the spurious FM, in the case of modulated devices the wanted FM.

If the 1-GHz Frequency Meter SMDU-B4 is incorporated together with the 1.05-

GHz Frequency Range Extension SMDU-33 or the 1.05-GHz Frequency Doubler

SMDU-B5, the deviation in simplex mode for ranee 0.5 to 1.05 GHz can be

determined as described above. If, however, only the 1-GHz Frequency Meter

is built in, the automatically adjusted frequency offset of 200 kHz must be

reduced to 100 kHz.

2.3.6.2 Duplex AFC Mode

With button 28 released, the deviation meter uses automatic frequency

control, the maximum pull-in range being 6.5 MHz. Set the SMDU frequency

on the analog scale to a value 4.2 to 10.7 MHz lower than the test item
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frequency:

fSMDU = ftest item (~) (4.2 to 10.7 MHz)
pull-in range

In the case of a positive frequency offset (fSMDU > ftest item)' note that
positive and negative deviation indication are interchanged. If the frequency

of the test item is 4.2 to 10.7 MHz, switch off the oscillator by turning the

tuning control beyond the selected range.

Press button 24 • LED 26 lights up indicating that the deviation meter is

ready for operation. The LED is on if the carrier frequency is within the

pull-in range or if the deviation meter has tLmed to a harmonic of the test

signal. In the latter case, meter 15 may indicate an increased spurious FM

or wanted deviation. Tuning of the deviation meter to a harmonic can be

avoided by checking the frequency against counter 2 .

An increased spurious FM may occur at the pull-in range limits. 'Ihiscan be

avoided by tuning the SMDU oscillator accordingly.

If the test item is not modulated, meter 15 indicates the spurious FM; if

the device under test is modulated, the wanted frequency deviation is indi­

cated.

The same principle applies for measurements in the 0.5 to 1.05 GHz range, if

the 1-GHz Frequency Meter SMDU-B4 and the 1.05-GHz Frequency Range Extension

SMDU-B3 or the 1.05-GHz Frequency Doubler SMDU-B5 are incorporated. ·If only

the SMDU-B4 is incorporated, set the SMDU frequency not to a value 4.2 to

10.7 MHz lower than the test item frequency, but reduce it instead by 2.1

to 5.3 MHz with respect to the test item frequency.

'Iheduplex mode is particularly suitable for checking multichannel RT equip­

ment since it is not necessary to tune the individual channels within the

pull-in range.

c.

2.3.6.3 Relay Mode

In conjunction with the Power Test Adapter SMDU-Z2 or the AM Unit SMDU-Zl,

the SMDU permits measurements in the so-called "relay mode". Press button L 3
(Fig. 1-6) of the Power Test Adapter or the AM Unit for transmitter receiver

measurements. 'Ihetransmitter and receiver of the RT operate in separate

frequency bands, the trans~J.tter being modulated with the demodulated AF

signal of the receiver.
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Test setup

(

Test item SMDU

RFinput and
Receiver

I

Deviation meter

fE---1 RF output

input

-- I

46

Transmitter

L6 LBL1

Power Test Adapter

Measurement procedure:

a) 'l\lnethe RF oscillator of the SMDU to the receiver frequency and adjust

for standard.modulation, e.g. 2.4 kHz deviation, 1 kHz modulation fre­

quency (see section 2.3.3.1).

b) Adjust the RT equipment in the simplex mode to the transmitter frequency.

c) Select the duplex mode for the deviation meter (section 2.3.6.2) and set

switch 27 to "relay mode". Set switch 27 to 11f 11 if in relay opera-~ =-i. up
tion the transmitter frequency of the RT exceeds the receiver frequency,

or to "f1 11 if the transmitter frequency falls below the receiver fre­ow
quency. Relay mode ON is indicated by the LED.

( d) Switch in the RT transmitter (unmodulated) and adjust the deviation indi­

cation on 15 for minimum (<20 Hz if the CCITT filter is used) by alter­

nately turning potentiometers 29 and 32 •

e) Select the relay mode on the RT equipment; the test setup is ready for

operation.

The following parameters can be measured:

Receiver SINAD ratio, receiver distortion, squelch response and hysteresis,

transmitter frequency, transmitter deviation at the corresponding deviation

of the receiver input signal, transmitter distortion.

When changing the carrier or modulation frequency, the test setup has to be
adjusted again.
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2.3.6.4 Indicating the Frequency of the Demodulated Signal

After pressing button AF INT. 11 the frequency of the signal processed

in the modulation unit is indicated on digital readout 2 .
Select the signal to be indicated on meter 15 and digital readout 2
with buttons FM, tf M, AM, MOD. GEN. and AF VOL'IM.

In the case of distortion measurements, the harmonics spectrum from the

distortion meter is applied to the counter.

Proper f'unctdontnr; of the counter in the most sensitive indication range

and below 1/3 fsd of met.er- _Ll cannot be guar-ant.eed,

2.3.6.5 AF Output of Deviation Meter

'Ihe demodulated and amplified AF signal derived from the deviation meter is

available at socket 1~2 • The voltage is proportional to the pointer deflec-

tion of meter 15 , at fsd it is 1 V or 1 V •~ rms p

(T>c·.'
\.;;.)

The AF indication vo ltage is also ava lLab.le in the modes AM, MOD. GEN. and

J.\F VCL'IM. Tn this •1m'J, the rr.e1,er amplIf'Ler-, wr:ic"n can be adjusted automati-

ca.l Ly or manua lly wi.th .1n steps of 10 d3, can be used as a variable

at.t.enuat.or- or as an a:·::plifier.

'1·lhen meesuring the deviation ~·4 pr-es sed ) and the AF leve 1 (f,F VOL'IM. 23

pressed), the output voltage can be weighted by connec ti ng the CCITT filter
(wi t.n 30 ) arid the 1-kHz bandstop filter of the distortion meter (;dth 31 ).

Distortion Measurement

The distortion can be .measured at t.nemodu lat.ion frequency of 1 kllz , If the

AF generator frequency is not adjusted to 1 kHz measuring errors occur.

Test setup

Test it r n: SMGU

'JU..~RF output

mod. TIF carrier

...
'
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Measuring the AF distortion

Apply the modulated carrier (f d = 1 kHz) to the RT receiver. Apply themo
demodulated AF receiver output signal to input 44 of the SMDU. Press

buttons AF VOL'II'-1.23 and 31 • Meter 15 indicates the distortion in %.
If the AF input level is not within the regulation range of the level control

(< 50 mV), LED "uncal." on 15 lights up and the distortion meter is dis­

abled. Level variations in the case of'levels > 50 mV are regulated.

Measuring the modulation distortion

Modulate the RF with f d = 1 kHz. Connect the deviation meter with 24 ,mo --
select the mode with 28 or 29 and press button 31 • Meter 15 indicates

the modulation distortion; LED "uncal.11 lights up if the deviation is less

than about 700 Hz. Variations of deviations > 700 Hz are regulated.

2.2.s SINAD Ratio Measurement

The receiver S/N ratio referred to 1 kHz (SINAD ratio) can be measured

after pressing button 33 • For this measurement, the modulation frequency

should be set accurately to 1 kHz, otherwise measuring errors will occur.

Connect the HT receiver in accordance with section 2.3.7. Press buttons AF
VOL'IM. 23 and ~ • Meter 15 Lndf.cat.es the S/N ratio in %. The measure­

ment ranges can be selected automatically or manually by means of 22 •

LEDs indicate the selected range:

The 6-dB LED lights up if the 100% range is selected.

The 12-dB LED lights up if the 30% range is selected.

The 20-dB LED lights up if the 10% range is selected.

The accurate SINAD ratio is obtained when the pointer is at the red marking

corresponding to the lit LED, i.e.:

The pointer deflection of 50% (in the 100% range) corresponds to the
SINAD ratio of 6 dB.

The pointer deflection of 25% (in the 30% range) corresponds to the
SINAD ratio of 12 dB.

The pointer deflection of 10% (in the 10% range) corresponds to the

SINAD ratio of 20 dB.

.•'
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LED "uncal." lights up if the input-voltage value is below the regulation

range of the level control. ({D
Note: When using an external AF generator for distortion or SINAD ratio

measurements, disconnect the internal modulation generator.

2.3.9 CCITT Filter

The CCI'ITfilter is connected by means of button 30 • It is effective in

the modes "deviation meter" ( 24 pressed) and "AF voltmeter" (AF VOL'IM.

23 pressed). For deviation measurements button FM 23 or f M 23 should

also be depressed. Distortion and SINAD ratio measurements can also be

weighted in accordance with CCITI'.

With the CCITI'filter switched in, the meter indication 15 and the signal

present at AF output 42 are weighted. 0.,'
\.;.:"·:I_. __,

2.3.10 Beat Frequency Meter

Connect.the test item to frequency input 46 or ~.Connect headphones

to the beat frequency output 2§ on the rear panel and adjust the SMDU

frequency to nominal. The beat frequency can be heard. Next the adjustment

to zero beat is made.

2·2·11 DEMOD. OUTPUT (on SMDU 249.3011.07 only)

A VOR-II.SUnit 214.3115 can be connected to DEMOD. OUTPUT 57 and powered

via socket .2:t • Output 57 is wired as follows:

-,
'i
:~

Contact Occupation

1 Output for demodulated AF signal

2 and 3 Chassis

4 RF OFF

5 +15 v

c..1~-·

When shorting contacts 4 and 5, the RF carrier is suppressed. The same

effect is obtained when button 40 is pressed.

({"l;.;~)
~tt
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3. Maintenance

(, 'lhevalues mentioned in this section are not guaranteed; only the specifica­

tions given in the data sheet are binding.

3.1 Required Measuring Instruments

(

Pos. o Equipment, required specifications Type Order No. Use
No. • Recommended R&S instrument

1 o RF millivoltmeter 3.2. r.a
• RF-DC Millivoltmeter URV 216.3612.02 3.2.9

with 50-Q Insertion Unit - 243.9418 .54 3.2.4.3

50 µV - 1050 V (DC),
0.5 mV - 10.5 V (RF)

2 o Power meter, 50 Q 3.2.i.2

• Microwave Power Meter NRS 100.2433.92
with 50-Q Probe - 100.2440.50
0.1 - 330 mW, 0 - 15 GHz

3 o Psophometer with CCITr 3.2.1.7
or CCIR weighting 3.2.7.4

• Psophometer with UPGS 248.0019.02
CCITT weighting

• Psophometer with UPGR 248.1915.02
CCIR weighting

4 O Field-strength meter 3.2.1
0.14 - 50/350 - 500 MHz

• Field Strength Meter HFH lQ0.1014.02
0.1 - 30 MHz

• VHF-UHF'Test Receiver F.SU 100.1143.02
with Plug-ins 160 - 470 MHz - 100.1195.02

460 - 900 MHz - 100.1208.02

5 0 Modulation meter 3.2.7
e.g. AFM 2 of Radiometer 3.2.11

6 0 Frequency analyzer 3.2.1.4
0.14 - 1000 MHz

e Analyskop EZF 100.8831.52
and
UHF Tuner EZFU 210.0011.03
6 kHz - 1400 MHz
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Pos. 0 Equipnent, required specifications Type Order No. Use
No. • Recommended R&S instrument

7 0 Distortion meter 3.2.7.3

• Direct-Reading Distortion Meter FTZ 100.6100.02 3.2.7.7

0.2 - 30% at 40 Hz/1/5/15 kHz 3.2.13
3.2.5.2• Wave Analyzer FAT 1 100.8683•••

5 Hz - 60 kHz

8 0 Stereocoder 3.2.7.10

9 0 Stereodecoder 3.2.7.10

10 0 Frequency counter for 10 MHz 3.2.4.1
9-digit display 3.2.1.1

3.2.4.2

11 0 Decade signal generator 3.2.8.4

• Decade RF Signal Generator SM& 103.9968•••
0 - 50 MHz

12 0 Mixer, frequency range of SMDU 3.2.8.4

·13 0 XY Recorder 3.2.8.4

• XY Recorder ZSK 2 247.4010•••

14 0 RF power signal generator 3.2.9

• Power Signal Generator SMLU 200.1009••• 3.2.4.3

25 - 1000 MHz, 2 W into 50 Q

15 0 AF voltmeter 3.2.5.3

• Millivoltmeter UVN 3.2.5.4
3.2.6

16 0 Precision AF generator ~- 3.2.10

• Precision LF Generator SSN

17 0 Digital voltmeter 3.2.10

3.2 Checking the Specifications

3.2.1 RF Output

3.2.1.1 Frequency Measurement

~:~.~·~

Measurement: 'Ihefrequency should be checked at both ends and at the centre of

each fre~uency range with the incorporated frequency meter. When pressing button

l! RF INT., the result appears on the digital readout L • Check the frequency

meter beforehand according to section 3.2.4.2. When using an external frequency

counter, connect it to RF output 39 •
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Permissible deviation of the analog from the digital frequency indication of

llie~00:

0 •14 - 50 MHz ..••...•..•.•....•••..•..•• approx. -,:(5%+ 300 kHz)

50 - 1050MEz .••••••••••••••••••.•••••••• approx. +1%

Adjust the os ct Ll.a t.o r conc cr-ned according to section 5.3.5.

~.2.1.2 Checking tr1e C:utput Voltage or Output Power

Test setup

(l1' orSMDU
u .R v

"NH< I pov v·c...._.,rnf··:_er

Measurement: Set the SMDU output attenuator to 0 dBn. Measure the output

voltage or output power in the frequency range 0.14 to 525 MHz (1050 MHz);

permissible error< :1 dB (:2 dB). In the lowest frequency range the ALC

is switched over at about 400 kHz or 440 kHz and at about 8 MHz (see section

4.3.8); the output voltage varies thereby within the error limits. 'lhe

attenuation calibration can be checked according to section 5.3.6.10.

Adjust w: th rn2 in the control amplifier Y38; see section 5.3.6.1.

3.2.1.3 Measurement of Non-harmonic Spurious Signals

Test setup

'J ·I I• L
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Meas'l;ll'ement:Measure the spurious-signal suppression in the following ranges:

Fr~que;icy range Spurious-signal suppression (
0.14-to 50 MHz ) 90 dB ,_

392 to 525 MHz > 90 dB

520 to 1050 MHz (with SMDU-B3)

520 to 1050 MHz (with SMDU-B5)

) 70 dB

) 20 dB

Adjustment: In the range 0.14 to 50 MHz, no adjustment is possible.

Use R3 in doubler Y26 to adjust in the range 392 to 525 JVJHz

and Rl3 in doubler Y301 for range 520 to 1050 MHz.

3.2.1~4 Measurement of Harmonics

Test setup

Ana1yskop (: .. ··

RF EZF
andSMDU ;-

EZFU

--

Measurement: Set the SMDU output attenuator to 1 V EMF and measure the har­

monics ratio with the Analyskop EZF (plus UHF Tuner EZFU).

Nominal value:

in range 0.14 to 50 MHz •••••••••••••••••••••••••••• > 26 dB

in range 49 to 525 MHz ••••••••••••••••••••••••••••• > 35 dB
in range 520 to 1050 MHz (with SMDU-B3) •••••••••••• > 26 dB (typ. > 30 dB)

in range 520 to 1050 MHz (with SMDU-B5) •••••••••••• > 20 dB (
Adjustment: No adjustment is possible. For fault location see sPction 5.2.3.

3.2.1.5 Measurement of Residual FM

Test setup

Modulation meter Psophometer

RF AFM 2 RF UPGS
SMDU = of . 01'

Radiometer UPGR

~~-
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Measurement: Residual FM should be measured at least at one frequency (centre

frequency) of each range. Set the SMDU output voltage to 100 mV and release

AM MOD. button 12 • Tune the modulation meter. Set 1 kHz freq. dev. with
1 kHz modulation frequency on the SMDU. Measure the voltage at the AF output

of the modulation meter with Psophometer UPGS (weighting in line with CCITT)

or UPGR (weighting in line with CCIR). 'lhepsophometer indication corresponds

to 1 kHz deviation. Switch the frequency modulation of the SMDU off and

measure the level drop at the psophometer. It is a measure of residual FM;

for example, a level drop of 30 dB corresponds to a residual FM of 30 Hz.

(

Permissible residual FM:
Bandwidth: 0.3 - 3 kHz

( CCI'I'I')
20 Hz - 15 kHz
( CCIR)

0. 14 - 400 .rvnlz •••••••••• _• • • • • • • • • • • • • • • • • • • < 7 Hz

Type F 2107-01
Ma i-c on i Co m p,
10. 7 }\j!! /, +
Baudwirltb - 6 kHz
At t cnu-u ion 110 dB

+at - J 2 kliz

400 - 800MHz •••••••••••••••••••••••••••••• < 10 Hz
Boo - 1050MHz ••••••••••••••••••••••••••••• < 15 Hz

Adjustment: No adjustment possible.

3.2.1.6 Measurement of Noise Voltage

Test setup

1~·(,,\r·-n<_,j .....,•.'
e.g. SMDU

t Coa xi al switch(

D;.oc1e m ixe r

10. ·~ l\1!I;:I .:»:
L-

Hll1
SMDU
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Measurement: Adjust the required frequency and an output voltage of about

300 mV on the SMDU with unmodulated operation. Set the FM range switch to C.
c:
·· 10 kHz or 100 kHz. Adjust the output voltage of the low-noise signal genera-,_

tor to about 1.5 V and its frequency to 10.7 MHz from the SMDU frequency.

The 10.7-MHz frequency can be measured via the 15 Hz to 30 MHz input of the

SMDU by changing the position of the coaxial switch.

The 10.7-MHz signal is conveyed via the bandpass filter to the test receiver.

Tune the test receiver to 10.7 MHz with :4 kHz bandwidth and determine the

signal level. Change the SMDU frequency by 20 kHz (resulting mixer product

10.72 MHz or 10.68 MHz) and determine the level drop at the test receiver.

Calculation of S/N ratio referred to 1 Hz measuring bandwidth:

Measured difference between signal level and noise level ••••••••• 100 dB

Conversion factor with bandwidth
:4 kHz (corresponding to 10 log 8000) •••••••••••••••••••••••••••• 39 dB

S/N ratio referred to 1 Hz bandwidth ••••••••••••••••••••••••••••• 139 dB

~z,,

The same method can be used to determine the S/N ratio at 100 kHz or 500 kHz

from the carrier.

Permissible S/N ratio:
Distance from carrier: 20 kHz 500 kHz

0.14 - 50 MHz•••••••••••••••••••••••••••••••••••••••••> 125 dB > 130 dB

50 - 400 MHz••••••••••••••••••••••••••••••••••••••••••) 135 dB .) 145 dB

400 - 525 MHz ••••••••••••••••••••••••••••••••••••••••• ) 130 dB ) 140 dB

525 - 1050 MHz •••••••••••••••••••••••••••••••••••••••• ) 125 dB ) 135 dB

Adjustment: No adjustment possible.

3.2.1.7 Measurement of Residual AM (.

Test setup
,..,~
:.-:

Modulation meter Psophometer

SMOU
RF
••

AF UPGS
or
UPGR

Residual AM down> 75 dB with
CCIR weighting (20 Hz - 15 kHz)

·•.,;

~~
.~.

C:~;_;
\t~Y'
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Measurement: 'IWodifferent methods can be used for measuring the residual AM.

a) Set the SMDU output voltage to at least 100 mV and release FM MOD. button

14 • Make the measurement at several frequencies, tuning the modulation

meter each time to the test frequency. Adjust 5C% AM with 1 kHz modula­

tion frequency on the SMDU. Measure the AF voltage with the Psophometer

UPGS (CCITI'weighting) or UPGR (CCIR weighting). Switch the amplitude

modulation off and determine the level drop of the AF voltage relative

to AM operation. 6 dB must be added to this level difference to refer

the residual AM to lOCl}b modulation.

b) Connect the psophometer to the demodulation output 57. Set the outout- ~
voltage, the modulation depth and the modulation frequency as under a)

and carry out the measurements as explained above.

Permissible residual AM:

CCITI'weighting (0.3 - 3 kHz) •••••••••••••••••••••• down> 80 dB

CCIR weighting (20 Hz - 15 kHz) •••••••••••••••••••• down> 72 dB

Adjustment: No adjustment possible.
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3.2.i.8 Checkin~ the Frequency Stability c )
Test setup

SMDU

Mix er Recorder

SMDH

Decade signal generator

Test conditions: The ~easurement should be made in a room held at constant

temperature. Before the measurement the SMDU should be stored in this room

long enough to attain the ambient temperature. (

Measurement: In the Mixer, the SMDU output signal is

mixed with the stable frequency derived from the decade signal generator.

The recorder plots the difference.

Permissible frequency drift (see data sheet)

Adjustment: No adjustment possible.

~.2.2 Voltage _!'1easure_mentat_RF Out;eut II

Test setu,e

Insertion unit ()

I I . I I ~ - I URV ISMDU \ I ~ -~
. RF output Il RF voltmeter

Measurement: The SMDU operates without modulation. The rms output voltage

should be > 20 mV for frequencies below 8 MHz and > 50 mV for frequencies

above 8 MHz.

Adjustment: See sections 5.3.6.5 and 5.3.6.6.

Note: In the range 520 to 1050 MHz, half the output frequency is available

at RF output II.
f.. .v-
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Measurement of RF Leaka~e

Test setup

Test receiver

SMDU
Probe

0 ., I
ESU
or

HFH

2 turns of tubular copper
cable, 50
3. 5 mm cable clia., 52 mm ID

40 turns of enamelled
copper wire, 0. 3 mm dia.

I
, , ,,, , ,, Ferrite rod

(material reference
LF 026. 9634)

/
Inner conductor
soldered to
outer conductor

Probe for 0. 2 MHz
Probe for 150 MHz and 470 MHz

Measurement: Set the SMDU frequency successively to 0.2 MHz, 150 MHz, 470 MHz

and 1000 MHz (with SMDU-B3 or B5). Set the RF attenuator of the SMDU fully

clockwise, hold the probe near the RF output, tune the test receiver to the

test frequency and calibrate. Set the RF attenuator of the SMDU fully counter­

clockwise and search the environment of the SMDU with the probe at a distance

of 5 cm to find the maximum indication of the test receiver.

Permissible voltages:

0. 2 IVlllz • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • • < 2 LLV

150 MHz ••••••••••••••••••••••••••••••••••••••••••• < 2 llV

470 J\lliz ..•••.••.••.••.•••••..••.•••••..•••.•••.••• < 2 uv
1000 l\1flz •••.•••••• " •••• ,. • • • • • . • • . • . • • . • • . . • • • • . • • • < 2 µV

Adjustment: No adjustment possible.
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3.2.4 Frequency Meter
(,,

3.2.4.1 Checking the Timebase

Test setu12

SMDU
100MHz Frequency

counter

Measurement: Connect a frequency counter to the RF output of the SMDU. Set

the frequency to 100.000 000 MHz (synchronized) and measure.

A deviation of 5 Hz is permissible. ~,~,

Adjustment: See section 5.3.3.1; for fault location see section 5.2.5.

3.2.4.2 Checking the Accuracy of the Frequency Meter

Test setup

RF
-

SMDU Frequency
counter

AF

CJ

Measurement: Adjust the RF and AF output voltages of the SMDU to values

higher than 100 mV. Switch the frequency modulation off and internal ampli­

tude modulation on. Depress the button RESOL. x 10 to increase the resolu­

tion of the SMDU frequency meter by a factor of 10. Allow about 15 minutes

for warming up before making the measurement. Depress the button RF INT.

and measure in the frequency range 0.14 to 50 MHz and in any of the other

ranges. Check the highest frequency of the modulation generator with the

button AF INT. depressed.

6/?,1~'l

R 35169 - 46



(
Permissible deviation of the SMDU frequency indication from the frequency

counter readout:

AF INT. . . +1 Hz

RF INT. 0 •14 - 50 MHz •••••••••••••••••••••••••••••••••• +1 Hz

50 - 800 MHz • • • . • • . • • • • • • • • • • • • • . • • • • • • • • • • • ..• .• +10 Hz

800 - 1050 MHz ••••••.••••••••••••••••..•••••••••• +100 Hz

Adjustment: The built-in digital frequency display can be corrected by ad­

justing the time base (see section 5.2.5). If the frequency indication

deviates only in the range 0.14 to 50 MHz (e.g. unsteady indication) it is

necessary to check the mixer oscillator (see section 5.3.3).

3.2.4.3 Sensitivity Check in the Range 10 Hz - 30 MHz

Test setuEs

RF voltmeter Power signal generator

URV SMDU SMLU SMDU

\
MOD. GEN.
output

Insertion unit
Frequency
meter input

Frequ~ncy
meter mput

( Measurement: First check the accuracy of the frequency meter according to

section 3.2.4.2.

One of the MOD. buttons must be pressed so that the modulation generator is

on. Checks above 150 kHz are made with the test setup shown above to the

left, those below 150 kHz with the setup to the right. Increase the RF or

AF voltage at the frequency meter input until the frequency indication be­

comes steady. When the test voltage is further increased up to 3 V, the

frequency indication must not change.

Nominal sensitivity •••••••••••••••••••••••••• < 10 mV=
Adjustment: No adjustment possible.
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3.2.4.4 Sensitivity Check in the Range 20 - 525 MHz

Test setup as in section 3.2.4.3, left-hand diagram. C:J
Measurement: First check the frequency meter accuracy according to section

3.2.4.2.

Adjust the voltage at the frequency meter input to about 1 mV and increase

until the automatic cutoff responds and the frequency is indicated. 'lheindi­

cation must be steady. Measure at several frequencies, in particular at

20 MHz and 525 MHz. When the input voltage is increased to 3 V, the frequency

indication must not change.

Nominal sensitivity ••••••••••••••••••••••••••• ~ 10 mV

Adjustment: No adjustment is possible for the input voltage requirement. 'lhe

threshold of the automatic cutoff can be adjusted with R52 in the divider

Y72; see section 5.3.4.2. c
3.2.4.5 Sensitivity Check in the Range 525 - 1050 MHz

Test setup as in section 3.2.4.3, left-hand diagrrun-

Measurement: First check the frequency meter accuracy according to section

3.2.4.2.

Adjust the voltage at the frequency meter input to about 10 mV and increase

until the automatic cutoff responds and the frequency is indicated. 'lhe

indication must be steady. Measure at several frequencies, in particular at

525 MHz and 1000 MHz (with the 1.05-GHz Frequency Range Extension SMDU-B3

or the 1.05-GHz Frequency Doubler SMDU-B5). When the input voltage is in­

creased to 1 V, the frequency indication must not change.
(

Nominal sensitivity •••••••••••••••••••.•••••••• < 30 mV=
Adjustment: The sensitivity can be ad.lus'tedusing R14 in the 1-GHz Frequency

Meter SMDU-B4. See section 5.3.10.2.

3.2.5 Modulation Generator

3.2.5.1 Frequency Measurement

Release button 18 (FIXED) and select successively the different fixed

frequencies with 12 . Select with button l!. AF INT. the digital frequency.
readout and adjust with ~ for an output voltage > 10 mV. The frequency

read on the digital readout should differ not more than !1.5% from the

adjusted fixed frequency. ~~,\;.
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Press button 18 (VAR.) and select the frequency ranges with 19 • Set

the following frequencies for the different ranges on scale 20 :

Range kHz 10-30 3-10 1-3 0.3-1 0.1-0.3 0.03-0.1

Frequency kHz 20 6 2 o.6 0.2 0.06

The frequency displayed on the digital readout may differ by +10% from the

indication on scale 20 •

Adjustment: See section 5.3.7.1.

3.2.5.2 Distortion Measurement

Test setup

SMDU I - FAT1~

J ]200.Q

.•...

MOD.GEN.
output Frequency analyzer

Measurement: Make the measurement with an output voltage of 5 V intorms
200 Q.

Set several frequencies in accordance with section 3.2.5.1. At all fixed

frequencies and at the variable frequencies in the range 0.03 to 10 kHz,

the distortion should be < 0.5%.

Adjustment is not possible.
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3.2.5.3 Output Volt8.j!ieMeasurement

Test setup (

AF voltmeter

SMDU UVN

\
MOD.GEN.
output

Measurement: Depress the MOD. GENERATOR button 18 and adjust the output

voltage to 1000 mV with a modulation generator frequency of 1 kHz. 'lheindica­

tions of the panel meter and of the UVN must be equal;

permissible deviation ••••••••••••••••••••••••• < ~(2% of rdg +1.5% of f.s.d.)

When the LEVEL knob 34 is pulled, it must be possible to adjust the output

voltage up to 5 V • When the knob is pressed, the output voltage must berms
adjustable up to 500 mV •rms
Adjust with R45 in the modulation generator Y84; see section 5.3.7.1.

(

3.2.5.4 Measuring the Freguency Response of the Output Voltage

Test setup

SMDU I UVN-
I]200.Q
--

MOD. GEN.
output AF voltmeter

(

Measurement: Make the measurement with an output voltage of 1000 mV into a

load of 200 Q.

Successively select the different fixed frequencies.

Permissible variation of output voltage < 1%

In the VAR. mode, tune the frequency through the

different ranges. Permissible variation of output

voltage in range 10 to 30 kHz < 10%
in the remaining ranges ••••••••••••••••••••••••••• < 5%

Adjustment is not possible. (::l .
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~.2.6 Checki~ the AF Voltmeter

Test setuE

AF voltmeter

SMDU UVN

MOD.GENoutput

Measurement: Depress the AF VOL'lM.button 23 on the SMDU. Feed an AF voltage

of constant level (e.g. 1 V) to the AF VOL'IMETERinput 44 of the SMDU and

vacy the frequency in the range 15 Hz to 150 kHz.

Permissible deviation of the level indication on the SMDU from that on the

UVN:

15 Hz - 30 kHz ••••••••••••••••••••••••••••• < ~(3%of rdg + 1.5% of fsd)

30 kHz - 150 kHz ••••••••••••••••••••••••••• -3 dB

3.2.7 Modulation

3.2.7.1 Checkin_gthe Modulation DeEth Indication

Test setup

Modulation meter
". ...•.

SMDU RF AFM 2
of Radiometer

Measurement: Set the SMDU to a frequency above 450 kHz and a level below

1 V E?>'IF. Modulate the carrier signal 80% with an internal modulation

frequency of 1 kHz. The error of the modulation depth indication on the

SMDU must be ••••••••••••••••••••••••••••••••• < ~(4%of rdg +1.5% of f.s.d.)
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Adjust with R2 in Y41; see section 5.3.6.12. Adjustment of the modulation

unit may also be necessary; see section 5.3.7.3.
(;

3.2.7.2 Checking the External Amplitude Modulation

Test setup see section 3.2.7.1. Select AM EXT. on the modulation unit and

apply an AF signal of l kHz to the AM socket.

Measurement: The voltage required for external modulation should be about

15 mV/%. For the indication error see 3.2.7.1.

Adjustment is possible with R87 in the modulation unit; see section 5.3.7.2.

3.2.7.3 Measurement of Modulation Distortion with AM

Test setup
(

Modulation meter

RF
AFM 2 AF FTZ

SMDU of or
Radiometer FAT 1

Distortion meter
or
Frequency analyzer

Measurement: Adjust for 80% modulation with a modulation frequency of 1 kHz.

Attenuator position< 1 V El'1F.

Permissible modulation distortion at 0.4 to 400 MHz

400 to 525 MHz

< 1.5%

< 3% (

Adjustment: See section 5.3.6.6.

3.2.7.4 Measurement of Spurious AM with Frequency Modulation

Select a frequency > 1 MHz on the SMDU and modulate with 1 kHz and 100 kHz

frequency deviation. Switch the SMDU to AM indication, measurement range 3%
and read the spurious AM. The value of 1% AM should not be exceeded.

Adjustment is not possible. For the adjustment without AM see section 5.3.6.6.

t:~·.
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3.2.7.5 Checking the Frequency Deviation Indication

Test setup

Modulation meter
r

SMDU
RF

AFM 2
of

;
.Radiometer

Measurement: Adjust the output voltage of the SMDU to at least 100 mV. Make

measurements at both ends and at the centre of each frequency range, the

modulation meter being tuned to the test frequency in each case. Modulate

the SMDU with 1 kHz modulation frequency and 100 kHz frequency deviation.

The true deviation can be read on the modulation meter.

Permissible difference of SMDU indication and

indication of modulation meter < +(5% of rdg +1.5% of f.s.d.)

Adjustment: If the difference is uniform in all frequency ranges, the FM

indication can be adjusted according to section 5.3.7.3. When a difference

exists in a single frequency range proceed according to section 5.3.5.

3.2.7.6 Checking the External Frequency Modulation

Test setup see section 3.2.7.5. Select FM EXT. on the modulation unit and

apply an AF signal of 1 kHz to the FM socket.

Measurement: Proceed as described in section 3.2.7.5 except that the SMDU

is operated with external frequency modulation. 'Ihevoltage required for

external FM should be about 5 V for 100 kHz frequency deviation. Indication
p

error as in section 3.2.7.5.

Adjustment see section 3.2.7.5.

3.2.7.7 Measurement of Modulation Distortion with FM

Test setup

Modulation meter

AFM 2 FTZ
RF

of AF
SMDU or

Radiometer FAT 1

Distortion meter
or
Frequency analyzer
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Measurement: Adjust the SMDU output voltage to at least 100 mV. Make measure­

ments at both ends and at the centre of each frequency range. For measure-

ments in the carrier frequency ranges 5 to 15 MHz and 86 to 110 MHz, the distor­

tion of the modulation generator must be < 0.05% (model SMDU 249.3011.09).

It is therefore advisable to modulate the SMDU in these ranges with an exter­

nal AF generator.

(,,

Tune the modulation meter to the test frequency. Modulate the SMDU with

100 kHz frequency deviation and 1 kHz modulation frequency. Tune the distor­

tion meter to the modulation frequency and reac the distortion.

Permissible modulation distortion•••••••••••••••••••••••< 1%
For model .09 in the carrier frequency ranges

5 to 15 MHz and 86 to 110 MHz•••••••••••••••••••••••• <0.2%

3.2.7.8 Measurement of Incidental FM with Amplitude Modulation I(,··
~1.~".

Test setup

Modulation meter-
I'- AFM 2!

RF
of·sMDU

RadiometerI I-

Measurement: Adjust the SMDU output voltage to at least 100 mV. Measure at

several frequencies, tuning the modulation meter each time to tha.test fre­

quency. Modulate the SMDU 30% with 10 kHz modulation frequency. Switch the

modulation meter to FM measurement and read the incidental FM. Accurate

reading on the modulation meter is not possible with carrier frequencies

below 20 MHz. Therefore an AF voltmeter must be connected to the AF output

of the modulation meter. For calibration modulate the SMDU with 1 kHz devia­

tion and 1 kHz modulation frequency. The drop of the indication on the modu­

lation meter or AF voltmeter relative to the calibrated indication amounts

to the incidental FM being measured.

()

Permissible incidental FM:

Carrier frequency 0.14 - 20 MHz •••••1•••••••••••••••••• < 200 Hz

20 - 110 MHz ••••••••••••••••••••••••• < 1000 Hz

110 - 525 MHz •••••••••••••••••••••••• < 2000 Hz

AdJustment: No adjustment possible. ~J~)'
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3.2.7.9 Checking the Preem2hasis

Test setup

Modulation meter

SMDU RF
AFM 2

- of
Radiometer

Measurement: Modulate the SMDU with a frequency of 1 kHz. Adjust the SMDU

meter for 1 kHz deviation. Permissible difference of meter indication and

indication on modulation meter ••••••••••••••••••••••••• ~ :1%.

Connect the preemphasis and check the meter indication at the following

modulation frequencies:

Modulation frequency

0.4 kHz

1.0 kHz

2.7 kHz

3.0 kHz

6.0 kHz

Deviation indication

o.4 kHz

1.0 kHz
2.7 kHz
3.0 kHz
6.o kHz

Permissible error

-3%

Adjustment is not possible.

(
L_.2.7.10 Measurement of Crosstalk Attenuation with Stereo Modulation

(only for SMDU model 249.3011.09)

Test setup

RF Modulation meter
AFM 2

AF
Stereo coder - /

SMDU Stereodecoder
of Radiometer

FM input

Measurement: Two different methods can be used for measuring the crosstalk

attenuation.

•'
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a) Adjust the SMDU for a frequency in the VHF band (86 to 1C6 MHz) with an

output voltage of at least 100 mV. Modulate the SMDU with a frequency devia­

tion of 40 kHz from the stereocoder. Tune the modulation meter to the test

frequency. The signals for the left and right channels can be measured with

the stereodecoder. The difference between the two signals gives the cross­

talk attenuation when one channel is operated without modulation.

r.
·~/

b) Since the distortions causing crosstalk are produced in the AF path, the

crosstalk attenuation can also be measured with an oscilloscope at ST101

of the range-switch board 215.1019 (KlOl must remain connected). From a

stereocoder a multiplex signal without pilot tone is fed into the external

FM input. To measure crosstalk attenuations > 20 dB with sufficient accuracy,

an oscilloscope with good overdrive capacity is required so that the picture

can be enlarged accordingly.

From v1 and v2 (see diagram) one calculates
v1

crosstalk attenuation = 20 x log 1j"
2

Ifft.'.;::
~?'

T
I I

_jUY\IMUUYUJW;itb't:I: U2~u,

Permissible values of crosstalk attenuation:

Modulation frequency 50 Hz ••••••••••••••••••••••••• > 40 dB
1 kHz •••••••••••••••••••••••• > 46 dB

15 kHz •••••••••••••••••••••••• > 46 dB

Ad.iustment: No adjustment possible.
(.

,2.2.8 SIE,chronization

The following checks are only to be made when the Synchronizer SMDU-B1

is incorporated.

3.2.s.1 Checking the Synchronization

;..s
~?:

Measurement: The signal generator must synchronize in all frequency ranges.

The CONTROL VOLT. meter on the front panel serves for checking. The pointer

of the meter must be at rest and the digital frequency display must read an

integral multiple of the selected frequency spacing of the locking points.
(£~~111'
~~;·.
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( On variation of the tuning knob !12 (Fig. 2-1), the meter indication must

change and at about f.s.d. the frequency must change by an amount correspond

ing to the selected spacing.

Adjustment: See section 5.3.8.1; for fault location see section 5.2.7.

3.2.s.2 Checking the Fine Tuning

The signal generator must synchronize in all frequency ranges; check as

described in section 3.2.s.1. A frequency variation by at least ±0.55 x
spacing of the locking points must be possible by means of the FREQ. FINE

knobs. The inner knob must provide a variation of at least 10 Hz.

Measure the frequency stability as described in section 3.2.4.2. After a

warmup time of 15 min and with a measuring time of 10 min, the following

values must be obtained ( depending on spacing of locking points):

Signal generator freq. 0.14 - 200 :MHz •••••••••••~ 100 Hz

200 - 525 MHz •••••••••••~ 5x10-7

Measure the spurious FM according to section 3.2.1.5. It is not allowed to

exceed the following values:

Spacing of locking points: 12.5 kHz I 150 kHz

Signal generator freq. 0.14 - 64 M1:Iz••••••••• < 10 Hz < 30 Hz

64 - 525 }ffiz•••••••• < 20 Hz < 40 Hz

525 - 1050 MHz ••••••• < 40 Hz < 80 Hz

Adjustment: See section 5.3.s.2; for fault location see section 5.2.7.

( 3.2.s.3 Measurement of Freguency Stability

Measurement: The frequency stability of the RF output signal can be deter­

mined by means of an accurate frequency meter or by phase comparison with

a standard frequency. After a warmup period of 15 min, the departure of a

locked frequency for a measurement time of 10 min must be < (5x10-8+10 Hz).

For checking of the timebase see section 3.2.4.1.

Adjustment: See section 5.3.3.1.
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3.2.8.4 Measurement of Spurious FM with Synchronization

Test setup

SJVIDU XY recorder

I ~
Mixer - ZSK 2

ISMlJIJ

Decade signal generator

Measurement: The SMDU output signal is mixed with the highly stable frequency

of the decade signal generator in the mixer. The XY recorder plots the diffe­

rence frequency.

Typical spurious FM with 12.5 kHz locking-point spacing, with fine tuning:

140 kHz - r:;J:J MHz

50 MHz - 525 MHz

15 Hz

10 Hz

52 5 r11Hz - 10 50 r-Tiiz ••••.•••••••...• I • • • • • • • • • • • • • • • • • • • • 20 I-Iz

Adjustment: No adjustment possible; for fault location see section 5.2.7.

3.2.9 Checki!:!5.the Overload Protection (SMDU-B2

Test setup for DC check

l Power supply

SMDU \ ~c [ ~ ~ I
RF output
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C- Test setup for RF check

URV

.

SMDU I RF
SMLU

Insertion
nni t

RF voltmeter

Power signal
generator

umt

(.'.:;
\(_'.'·--· Heasurement: Turn the attenuator knob on the SMDU to ,left stop; the

oscillator must remain connected. Feed a DC voltage to the RF output

and increase until the button beside the RF output lights up. The button

must light also when the voltage polarity is reversed. When the button

is lit, the current supplied by the power supply must go to 0 since the

RF output is cue off.

Feed an RF signal from the power signal generator with different frequencies

to the RF output and increase until the button lights.

Nominal response threshold:

DC voltage

RF voltage

............................................... ~ 0.5 v
4.5 to 6.5 V................................. • .

( Adjustment: The response threshold can be adjusted with R5 in the Overload

Protection SMDU-E2.

3.2.10 Checking the Output Voltage for the VOR-ILS Adapter

(only for SMDU Model 249.3011.07)

Test setup

Precision
LF generator

I SSN I ./I SNIDU I~· I
AM input Demod. output

Digital
volt.mete

.·~
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Measurement: Modulate the SMDU 40.0% with modulation frequencies of 90 Hz

and 150 Hz; attenuator of SMDU in position 100 mV. The modulation voltages

of the 90-Hz and 150-Hz signals must be identical (difference< 0.005%).

Connect the digital voltmeter to contacts 1 and 2 (chassis) of the DEMOD.

r_
~-

"OUTPUT .2I socket.

Measure at 115 MHz and 330 MHz; the following voltages must be obtained:

DC voltage ................................... 0 v +20 mV

+5 mV

+1 mV

Nominal
Permissible
deviation

DC voltage with RF OFF 40 depressed •••••••• -3.50 V

AC voLtage . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . 990 mV
AC voltage difference between
90-Hz and 150-Hz signals •••••••••••••••••••••••••••••••••••••• :0.5 mV (

._,
·_.:'.••..

Adjustment see section 5.3.6.12.

3.2.11 Checki~ the Deviation Meter

Test setup

Socket for

Fre~uency-
ext. freguenc) SMDU

mo ulated
<,

(deviafonsource meter)
SMDU
or

SMDA
Modulation

- meter
AFM2

{'_..
\£i.

"'.;.

a) Checking the Simplex Mode

Adjust the source to about 150 MHz and frequency-modulate it. Set the

SMDU deviation meter to the SIMPLEX mode and compare the SMDU indication

with the indication of the modulation meter. Check the AF frequency

response for 3 kHz, 10 kHz and 50 kHz deviation:

@e·
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(
Modulation frequency Permissible error of indication

100 Hz } .
1 kHz :(1.5% of rdg +1.5% of f.s.d.)

6 kHz

15 kHz :3 x (1.5% of rdg +l.5% of f.s.d.)

20 kHz 3 dB

Disconnect the modulation and use the CCITI'filter for weightin.::;the

residual FM which should be < 5 Hz.

b) Checking the Duplex AFC Mode

Select the DUPLEX AFC mode.

Checking the pull-in range: 'IUnethe SMDU oscillator over a range offset

C by 4. 2 to 10.5 MHz from the test frequency. LED 26 should not go out with­

in this range. If necessary, adjust the LED response threshold with R64 in
subassembly Y83.
Check the AF frequency response as described under a) in accordance

with the following table:

Modulation frequency Permissible error of indication

50 Hz :3 x (1.5% of rdg +1.5% of f.s.d.)

200 Hz

}~(1.5% of rdg +1.5% of f.s.d.)1 kHz

6 kHz

15 kHz :3 x (1.5% of rdg +1.5% of f.s.d.)

( With CCITT weighting the residual FM should be < 10 Hz.

c) Checking the Relay Mode

Set the oscillator of the SMDU, which is used as the deviation meter,

to a frequency which is 4.2 to 10.5 MHz lower than the test frequency.

Switch the deviation meter to the DUPLEX mode. Modulate the test fre­

quency with 1 kHz and 3 kHz deviation. Switch over to the relay mode 11fup"

and adjust the deviation indication for minimum. With CCITT weighting,

the residual deflection should be < 15 Hz.

d) Checking the Indication of Phase Deviation

In phase deviation measurements, the demodulated AF signal is weighted by

a deemphasis filter of -6 dB/octave. Set the SMDU to indication of the

phase deviation and select the DUPLF..Xmode. Modulate the test frequency
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with 1 kHz and adjust the indication of phase deviation to 1 rad. Vary

the modulation frequency:
€~:-

Modulation frequency Phase deviation Additional error of
indication

kHz rad %

0.25 4 +3

0.5 2 +2-
1 1 +2-
2 0.5 +3
4 0.25 +4-

3.2.12 Checki~ the CCITT Filter e~.·.··.'~::.-·-:I

Apply an 800-Hz signal of about 1 V to the AF voltmeter input and pressrms
buttons AF VOL'J}'l.and CCITI'FILTER. Adjust the voltage such that the meter

indicates 0 dB.

Vary the frequency of the AF signal:

Frequency Attenuation Tolerance
(indication)

dB dB

100 Hz -40.1 +2-
300 Hz -10.6 +2-
400 Hz -6.3 +1-
800 Hz 0 0

1 kHz +1 +1-
2 kHz -3 +1-
3 kHz -5.6 +1-
4 kHz -15 +2-
5 kHz -36 -_1:3

c:~.~

The adjustment is made at 800 Hz with R65 in Y83; see section 5.3.7.3.

t~:
~:

~1.
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3.2.13 Checki~ the Distortion and SINAD Ratio Meters

Test setup

liff -, SMDU
(distortion
meter)

Signal
source

Distortion
meter

AF voltmet

Measuring the inherent distortion

Apply a low-distortion(< 0.1%) 1-kHz signal to the AF voltmeter input.

Measure the voltage with the AF voltmeter of the SMDU and adjust the signal

to 50 mV •rms
Switch over to distortion measurement. The Srl!DUmeter indicates the inherent

distortion which should be < 0.3%. When increasing the voltage of the AF

signal, this value should no more than double. With voltages of < 50 mV,

LED "unca.l,11 lights up.

(

Checking the distortion indication

Adjust the frequency of the AF signal to 3 kHz. The indicated distortion

should be 90 to 110%.

For accurate checking of the distortion indication, apply a limited 1-kHz

signal (processed for instance by a diode, with cathode connected to earth).

Compare the SMDU indication with that of the distortion meter. 'Ihepennissible

indication error of the SMDU is •••••••••••••••••• +(10% of rdg +1.5% of fsd
- + inherent distortion)

Checking the SINAD ratio meter

For checking the SINAD ratio meter, superimpose a noise signal onto the applied

1-kHz signal. Adjust the SINAD ratios 6 dB, 12 dB and 20 dB by varying the

noise component.

Permissible error of indication •••••••••••••••••• +(10% of rdg +l.5% of fsd
- + inherent noise)

Adjustment: Use R28 and R91 in the 1-kHz bandstop filter and attenuator Y82I

~~.f' (250.2644); see section 5.3.7.4.
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4. Detailed Descri£tion
(::0

4.1 Oscillator Yi

See overall circuit diagram 249.4518 S

The output coupling lines of the six range oscillators are combined on the

coupling board 249.5243. The switching diodes Gl 1 to Gl 9 make sure that

only the oscillator in operation is connected to the output cable K112, the

output line of this oscillator being at a negative voltage whereas those of

the other oscillators carry positive voltage.

The FM modulation voltage is applied simultaneously to the FM inputs of the

six oscillators via the FM filter 249.5295. The filter prevents RF voltages

from leaking through cable KlOl. The cutoff frequency of the filter is about

4 MHz. Diode Gl 10 compensates for temperature-dependent capacitance varia­

tions of the FM diodes by affecting the DC voltage across RlO according to

temperature.

tr,: .x:.··-·

4.1.l Oscillators Yll (49_- _§1_._5_MHz) and Y12 (63.5 - 88 MHz)

See circuit diagrams 249.4630 S and 249.4724 S

The oscillators are of similar configuration and differ only in the values

of the frequency-determining components.

The resonant circuit consists of the inductance Ll (adjustment of lower fre­

quency limit), trimmer capacitor C5/C6 (adjustment of upper frequency limit),

and tuning capacitor c8/Cl2. The temperature coefficient and capacitance of

the series capacitors C5 and CS compensate for the temperature drift of the

oscillator. The oscillator transistor Tl is a FET of high output impedance

whose drain is connected to a tap of Ll to provide minimum damping of the

resonant circuit. Feedback to the source is made via another tap and L4/C3.

The source voltage is applied via R5 and L5. Rl permits the gate voltage

and thus the optimum transistor current to be adjusted.

(.)

The inductances L3 and L4 consist of two ferrite beads slid on two contacts

of Ll. They prevent oscillations at high frequencies when the range oscilla­

tor is cut off by the switching diode Gl 1.

The varactors Gl 2 and Gl 3, which are connected to the tuning capacitor C12

via the series capacitors C9 and ClO, are used for frequency modulation. The

series capacitors straighten the capacitance characteristic of the diodes,

e;,,~,
'<t:-\1
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keeping FM distortion at a minimum. To maintain adequate voltage sensitivity

in spite of this fact, two varactors are used. The bias voltage is applied

via L9. It can be adjusted in the range switch YlO for minimum FM distortion.

'Ihetrimmer capacitors ClO and Cll are used to adjust for tracking of the fre­

quency deviation, ClO being more effective at the low end and Cll at the high

end of the range.

The RF voltage is brought out at the low end of the coil Ll. L2 and C14

suppress harmonics. The oscillator switching voltage, which is capable of

shorting the oscillator feedback by means of the switching diode Gl 1, is

moreover applied to the oscillator output coupling 249,5243 via the RF coup­

ling line.

4.1.2 Oscillator Yl3 (85 - 119 MHz)

See circuit diagram 249.4799 S

The basic function is the same as that described in section lt-.1.1.The only

difference lies in the configuration of the varactors Gl ? and Gl 3, Gl 3
alone provides a relatively low FM distortion together with good voltage

sensitivity. However, throughout the oscillator range the distortion does

not remain as low as required. For example, when distortion is adjusted to

a minimum at the lower range end, it increases towards the upper end, assuming

a value which is no longer acceptable. This effect is counteracted by diode

Gl 2. Since the series capacitor C9 has a very low capacitance, Gl 2 is

effective only when the tuning capacitor C12 is fully out of mesh, so that

it influences the frequency deviation at the upper range end. The bias of

Gl 2 is adjustable by varying the switching voltage.

4.1.3 Oscillator Yl4 (118 - 198 MHz2

See circuit diagram 249.4860 S

The function is the same as that described in section 4.1.1.

4.1.4 Oscillator Yl5 (196 - 290 rvn-Iz)

See circuit diagram 249.4930 S

The basic function is the same as that described in section 4.1.1. The

series capacitance c7 llc81 II c82 of the variable capacitor C12 is used for

the adjustment of the lower limit frequency. Coil Ll can be slightly varied

to permit accurate adjustment of the frequency of 240 rvn-Iz (beginning of the

mixing range). One varactor is sufficient for frequency modulation since the
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maximum deviation is equal in all frequency ranges so that only a small capa­

citance variation is required at high frequencies. If the series capacitor

ClO is optimally adjusted, the required voltage sensitivity is also obtainable

with one diode.
' '·..,·.).·

~";-·

4.1.5 Oscillator Yl6 (286 - 395 MHz)
See circuit diagram 249.5008 S

-:

'Ihebasic function is the same as described in section 4.1.1. Since the reso­

nant-circuit coil Ll is not adjustable, the series capacitance C711C81 llC82

of the variable capacitor Cl2 is varied for adjusiJnentof the lower limit

frequency. One varactor is sufficient for frequency modulation since the

maximum deviation is equal in all frequency ranges so that only a small capa­

citance variation is required at high frequencies. If the series capacitor

ClO is optimally adjusted, the required voltage sensitivity is also obtainable

with one diode.

t!E>\;,··::/

4.2 Mixer Oscillator Y6

See overall circuit diagram 249.6810 S

1l'he frequencies of the range 0.14 to 50 MHz are produced in the mixer oscilla­

tor. Phase locking cf the 240-MHz mixer with the 10-MHz crystal frequency

affords high stability. The crystal signal is also used as the refer.ence

signal for the counter Y7 and the Synchronizer SMDU-Bl.

4.2.1 240-.MHzOscillator Y61

See circuit diagram 249.6956 S ('1

~:-~·

The oscillatbr consists of transistor Tl and the tank circuit Ll, Cl, C3,

C4. Cl is used for coarse and Ll for fine adjustment of the resonant frequen­

cy. The tuning voltage for the varactor Gl 1 at contact 3 is also adjusted

with Ll to its nominal value.

The oscillator is followed by a two-stage amplifier which boosts the signal

to the output voltage of 1.5 V and prevents reaction on the oscillator from

the subsequent subassemblies. Since a symmetrical signal is required for the

240-MHz divider and mixer Y62, the balun TRl is provided at the synchronizing

output of the oscillator.

~: f'!;~ll:.'.1·- \

R 35169 - 66



4.2.2 240-MHz Divider and Mixer Y62

( See circuit diagram 249.7017 S

The 240-MHz divider and mixer synchronizes the 240-MHz signal from the oscilla~

tor Y61 with the 10-MHz frequency from the signal oscillator Y63 according

to the principle of harmonic-phase synchronization.

240-MHz divider
The 240-MHz signal is reduced to 30 MHz by 2 : 1 and 4 : 1 divisions with

the ECL flip-flops Bl and B2. The 30-MHz ECL signal is transformed into a

TTL signal in the two-stage amplifier Tl and T2 and then divided down to

2.5 MHz with B3 and B4.

(

10-MHz switch

The 10-MHz signal from the crystal oscillator Y63 is transformed into a TTL

signal by '15 and T4. From T4 the signal is conveyed via cable K61 to BU61 at

the rear of the instrument (see circuit diagram 249.6810 S). The external

cable Kl feeds the signal back to the circuit board via EU62 and K62. When

cable Kl is removed, an external 10-MHz reference signal at TTL level can be

applied to BU62. In this way it is possible, for example, to obtain higher

counter and frequency stability with synchronization. For use in the counter

Y7, the 10-MHz signal is conveyed to ST62 via B5 IV.

(

Mixer and AFC amplifier

The 10-MHz signal is divide• to 5 MHz in B5 IV and applied, via B5 III, to

gate B5 II which functions as a mixer and phase discriminator; after being

divided to 2.5 MHz, the 240-MHz signal is applied, via B5 I, to the same gate,

B5 II. The mixer product is conveyed through a lowpass filter to the AFC

amplifier B6 and is used to tune the 240-MHz oscillator Y61 after suppression

of noise by another lowpass filter.

4.2.L 10-MHz f.n:st_~lOscillat_orY63

See circuit diagram 249.7081 S

The crystal oscillator consists of crystal Ql, transistor 'I8 and tank cir­

cuit TRl, C7, CS, C9. c8 provides temperature compensation for the trans­

former TRl. C4 is used to adjust the accurate frequency. Transistor T5

functions as an impedance transformer.

The oscillator transistor and the crystal are accommodated in an oven to

ensure a stable temperature. Thermistor Rll is the temperature-sensing ele­

ment and transistor T7 the heJting element. The nominal temperature is fixed
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by the value of R2. The differential amplifier Tl, T2 together with T4 forms

the control amplifier. R9, Gl 1 and T4 provide current limiting for the

heating transistor T7·
(
..

~{-

4.3 Amplifier Y2

See overall circuit diagram 249.7846 S/249.7830 S (for models 249.3011.06/.07)

4.3.1 Buffer Amplifier Y21
I

See circuit diagram 249.9426 S

The buffer amplifier Y21 has been provided in order to isolate the output of

oscillator Yl from the subsequent stages of the amplifier chain and thus to

avoid shifting of the oscillator frequency. Low noise figure, in particular

of Tl, low input and output reflection with a flat frequency response and

good harmonic suppression are ensured by suitable configuration of the input

and of the emitters of Tl, T2 and T3·

(·.;:
.,..·.

The buffer stage T21, T22 feeds the RF signal to the counter Y7 via R30, R31,

R32; the high output/input isolation of this stage ensures good decoupling of

the counter.

The three-stage amplifier is followed by the PIN diodes Gl 1, Gl 2, Gl 3 in

n; connection. Independently of the attenuation of the PIN diode circuit,

its input impedance should remain constant. The reference voltage at Gl 4.
and Gl 5 together with R17 ensures that the reflection coefficient remains

< 20% with an attenuation> 2 dB of the PIN diode circuit.

Transistor T4 interrupts the control voltage if the RF voltage is suppressed

with the aid of button 30 or via a VOR-ILS Unit. This prevents the attenua­

tion of the control circuit from being reduced to a minimum.
t

~ 4.3.2 Mixer Y22

See circuit diagram 249.8265 S

A 9-section Chebyshev lowpass filter suppresses the harmonics of the input

signal. The filter is followed by the actual mixer, which is designed as an

IC ring mixer.

i
Of,
1?;

a\itJ.~ I
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( 4.3.3 Lowpass Filter Y23

See circuit diagram 249.8336 S

The 8-section Chebyshev lowpass filter has a cutoff frequency of So MHz; it

provides a spurious-frequency suppression > 90 dB. The filter is followed by

amplifier Tl with negative voltage feedback; it affords a gain of about

10 dB. The attenuator R13 to R15 provides matching to the modulator Y28.

4.~.4 Diode Switch Y24

See circuit diagram 249.8365 S

In the diode switch the oscillator signal is applied to one of three signal

paths, which are decoupled from one another. A particularly high stopband

attenuation is required for the direct path comprising diodes Gl 1 to Gl 6,
in view of a high suppression of spurious signals. The attenuation in the

direct path is > 110 dB for frequencies < 50 MHz and from 185 to 270 MHz.
A lower stopband attenuation is sufficient in the mixer path Gl 8 to Gl 11

and in the doubler path Gl 13 to Gl 16.

4.3.5 Lowpass Filter Y25

See circuit diagram 249.8413 S

Transistor Tl boosts the RF signal in the range 196 to 262.5 MHz by about

10 dB. The five-section Chebyshev lowpass filter with a cutoff frequency of

270 MHz suppresses hannonics and transforms to the 25-Q input impedance of

the doubler Y26.

(
4.3.6 Doubler Y26

See circuit diagram 249.8465 S

The doubler operates on the principle of full-wave rectification. Diodes

Gl 2 I and GL 2 II are driven in phase opposition via a Guinella transformer.

The halfwaves of the RF signal are equally damped by two more diodes, Gl 1 I

and Gl 1 II, so that the odd harmonics of the RF signal are heavily attenua­

ted in the doubler thal1Ksto the symmetrical configuration.
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The symmetry adjustment is made with R3 by varying the bias current of the

diodes.
~
'.

';.•r,.., .-r~·
~\·

·1·~

The doubler has an output impedance of 100 Q. It is followed by the amplifier

Tl, which is terminated by the matching section Rl2 to Rl4.

•.i..,

4.2.1 Band£ass Filter Y27

See circuit diagram 249.8513 S

The seven-section bandpass filter is in hybrid teuhnology, the four parallel

circuits being of stripline design and the three coupling circuits consisting

of discrete components. The passband is 392 to 525 MHz.

The required stopband attenuation of > 70 dB at frequencies < 262.5 MHz and

) 60 dB at frequencies > 588 MHz is ensured •
.. -..

4 •.z.8 Modulator Y28
E~:=?·~'

See circuit diagram 249.9403 S

The RF signal at the modulator input~s applied to three signal paths:

The output amplifier Tl conveys the signal to the counter and to the

RF output II at the rear of the set.

The demodulator diode Gl 1 and the integrator Bl drive the PIN diode

circuit in the final stage Y30, providing level control at the modulator

input (see section 4.5.2).

The signal is amplitude-modulated with transistors T3 and T4.

The two modulation transistors T3 and T4 operate on the principle,,of current

distribution. They are driven in phase opposition by the differential ampli­

fier Ee II/III. 'WhenT4 is cut off, the RF signal is taken to chassis via

T3, R24, Cl6; when T4 conducts, the signal is applied to the amplifiers T5

and T6, which operate with negative voltage feedback.

(,,_,'

~"1~

~:

Switching criteria f { 8 MHz and f < 400 kHz

Both criteria of the signal generator frequency must be provided with hyste­

resis. The hysteresis for the ~ 8 MHz criterion is given by the mechanical

construction of switch Sl7 on the oscillator drum, that for f ~ 400 kHz is

produced in the discriminator of the first decade Y73 with switching points
at 400 kHz and 440 kHz.

~ ~{) '
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The frequency information is signalled to the modulator by a change of

polarity at the soldered points 3 and 13. Together with the amplitude-modula­

ted RF signal the unwanted AF signal is present at the collector of the modu-

_lation transistor T4. It is largely suppressed by C24 and the lowpass filter

L5 to L7; the latter is switched over for f ~ 8 MHz and f ~ 400 kHz. Depending

on the frequency criteria, the charging time constant of the demodulator Y41

is also switched over. To maintain the stability of the inverse-modulation

circuit, the cutoff frequency of the lowpass filter C39, C40 is changed

correspondingly by the switching diodes Gl 9, Gl 10. For signal generator

frequencies < 400 kHz the capacitance values Cl3 and C14 at the bases of the

modulation transistors T3 and T4 must be increased. This is achieved by t!1e

parallel connection of C22 and c23.

(
Switching criterion AM/FM, unmodulated

A switchine; voltage of +15 Vis present at soldered point 4 with amplitude

modulation, -l5 V in all other cases. The lowest RF level in the whcle ampli­

fier Y2 is present at the collector of the modulation transistor T4. It is

about 6 dB below the level at the modulator input. The wideband noise can

therefore be reduced by about 5 dB if the RF level at the collector of Tl+ .is

increased. The level increase can, however, be made only in unmodulated

operation, otherwise T4 would be overdriven. Even so T4, via R55, is only 90%

conductive so that any residual AM can be levelled out via the negative

modulation feedback (see section 4.5.3).

4.3.9 Final Stage Y30

See circuit diagram 249.8865 S

( At frequencies above 8 MHz the highpass filter C6, L5, C22 opens the signal

path through the PIN diode circuit Gl 3 to Gl 5. 'Ihis circuit is driven by

Bl in the modulator Y28 (see section 4.5.2). Frequencies below 8 MHz are con­

veyed via L6 and thermistor R5 to the RF final amplifier.

The driver transistor Tl and final stage transistor T2 operate with negative

voltage feedback, providing a flat frequency response and low input and out­

put reflection.

4.3.10 Filter Y31 and Output Filter Y32, Y33

See circuit diagrams 249.8694 S, 249.8720 S, 249.8813 S

The final stage Y30 is followed by the switchable filter Y31 and the output

filters Y32 and Y33. One lowpass filter is switched in via the switching
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diodes in filter Y31, the other signal paths being cut off. Apart from the

525-MHz path the lowpass filters are Cauer circuits. To minimize distortions

produced by the switching diodes at frequencies below 1 MHz, a bias current

of about 100 mA, fed in with high impedance via Tl, flows through the diodes

of the 86-MHz path. Frequencies above 300 MHz are filtered in the subsequent

lowpass filters Y32 and y33.

(,'.)

The filters Y31, Y32, Y33 on the one hand ensure minimum RF distortion of

the output signal and on the other hand reduce the error of the demodulator

Y41, which acts as the sensing element for the amplitude control and the

inverse-modulation circuit. This gives a considerable improvement of the

frequency response of the output signal and of AM distortion.

4.3.11 AF Filters Y35, Y37, Y39, Y40

See circuit diagrams 249.8613 S, 249.8913 S

The AF filters Y35/Y37 and Y39/Y40 from 9-section Cauer lowpass filters which

provide RF shielding for the amplifier Y3. The cutoff frequency is at 100 kHz.

t::_-)
~--

4.3.12 Control Amplifier Y,38

See circuit diagram 249.8765 S

The control amplifier processes the control voltage from the demodulator Y41.

The characteristic of the rectifier diode in the demodulator is linearized

to a large extent by a bias current flowing through R2 and by the amplitude

filter R7, Gl 1. The operational amplifier Bl and the emitter follower Tl

amplify the demodulated AM signal without distortion and convey it to three

signal paths: via R20 the signal passes to the modulator Y28 where the in­

verse modulation is achieved; via R22 the si8nal is used for the indication

of modulation depth and via Y41 it is passed on to the VOR-ILS socket. The

DC component is separated by the integrator B?, which has a high loop gain,

and applied via R24 to the PIN diode circuit in the buffer amplifier Y21

where the amplitude control is performed.

(J

4.3.13 Rectified-voltage Compensation Y41

See circuit diagram 249.9161 S/249.9184 S (for versions 249.3011.06/07)

Potentiometer R2 is used to adjust the modulation depth. The rectified

voltage is available for checking at socket BU12.l DEMOD. OUTPUT (see fault

location instructions, section 5.2).

~ ·-~t:;'.i:;.i: I
>"
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Version 249.3011.07 only: With RF OFF, adjust the DC voltage at socket BU12.l

DEMOD. OUTPUT for VOR-ILS units to -3.5 V using R8. With the RF carrier cut

in, adjust to 0 mV using Rl2 in the control amplifier Y38.

4.4 RF Attenuator Y4

See circuit diagram 249.3711 S

The RF attenuator Y4 has an exponential attenuation characteristic. It con­

sists of potentiometer R41 whose resistive layer is earthed at its broad

sides via metallized pasted strips. The wiper is moved by a spindle-guided

carriage to which the pointers for level reading are fixed. The input and

output impedances are 50 Q in the positions < 0 dBn.

4.4.1 Demodulator Y41

See circuit diagram 249.3711 S

T'nedemodulator is located in the attenuator Y4 close to the feed point of

the attenuator layer. It comprises two antiparallel-connected hot-carrier

diodes for the rectification of the output signal. Due to this symmetrical

design, the even harmonics of the RF signal which are caused by the non­

linear characteristic of the rectifier diode compensate to a large extent.

The charging time constant of the rectifier circuit is changed twice in the

range 0.14 to 50 MHz by adding capacitances. The switchover points are at

400/440 kHz and about 8 MHz. This makes for an error of the regulated output

level of < 3%.

l.
The rectifier diode, being the sensing element, has a decisive effect on the

error of amplitude control and modulation feedback, and thus on AM distor­

tion. Its temperature dependence is compensated for by a second diode which

is located on the same cermnic substrate. The diodes have opposite effects

on the operating point of the operational amplifier Bl in the control ampli­

fier Y38. Tne rectifier diode characteristic is linearized within the

control amplifier; see section 4.3.12.
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4.5 Control Circuits

Buffer
amplifier

y 21 Y22 - Y27

RF PIN
diode
circuit

Amplitude control

Modulator Y28

H
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PIN
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Y31 - Y33
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Level control
o+, modulator
input

fV2
GL1

fV1

Fig. 4-1 Control circuits of amplifier Y2

4.5.1 Amplitude Control

(

Control amplifier Y38

The amplitude control is the primary control circuit covering the whole

amplifier Y2 (Fig. l~-1). The demodulator Y41 (sensing element) is followed

by the control amplifier Y38 (reference point); the PIN diode circuit in

the buffer amplifier Y21 is the positioning element. The amplitude control

circuit ensures a constant frequency-independent voltage at the input of

the RF attenuator Y4.

4.5.2 Level Control at the Modulator Input

(

The secondary control circuit governs the level control at the modulator

input. It includes the modulator Y28 and the PIN diode circuit (positioning

element) of the final stage Y30 (Fig. 4-1).
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The demodulator diode Gl 1, the integrator Bl in the modulator Y28 and the

PIN diode circuit Gl 3, Gl 4, Gl 5 plus thermistor R5 in the final stage Y30

make sure that the RF level at the modulator input remains constant. To avoid

disturbance of the amplitude control, which has priority, the level control

at the modulator input is not effective until the ~plitude control has

reached steady state. This is performed by

diode Gl 1 on the distributor board 21+9.8188

adequate time constant of the integrator Bl realized by Rl5 and C9

in the modulator Y28.

As long as the difference v1 - v2 of the two control voltages is greater

than the threshold voltage of Gl 1, the PIN diode circuit of the final stage

Y30 remains conductive. Only when v1 - v2 $ 0.5 V, the level control at the

modulator input becomes effective.

Modulation Feedback

The third control circuit improves the AM characteristics of the amplifier

Y2 by negative modulation feedback. This control circuit comprises the RF

signal path from the modulator Y28 to the demodulator Y41 and is closed via

the control amplifier Y38 (monitoring element); Fis. 4-1. The AF signal is

applied via the 100-k.Bz lowpass filters Y35 and Y37 and added in the opera­

tional amplifier B3 of the modulator Y28. Via the emitter follower B2 V and

C37 the AF signal is applied to the dHferential amplifier 32 II, B2 III

and passed on with opposite phases to the bases of the modulation transistors

T3 and T4.
(

Capacitor C37 is shunted by two anti parallel diodes. The charging and dis­

charging time constants are thereby reduced for higher amplitudes, accelera­

ting the transients of the control circuit.

4.6 Range Switch YlO

See circuit diagram 250.1019 S

The frequency-range-dependent functions of the signal generator are con­

trolled through the range switch:

Counter, synchronizer and 1.05-GHz frequency range extension (if incorporated),

oscillator ranges, FM sensitivity, reactance diode bias, diode switch and

output filter in amplifier Y2.
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Tne range switch circuit board also comprises the FM amplifier and the

supply volta,se regulators for the oscillator (-18 V) and for the FM amplifier

(+60 V).

r,

4.6.1 Control of Counter, Synchronizer and 1.05-GHz Frequency RaDgje

Extension or 1.05-GHz Frequency Doubler

See circuit diagram 250.1019 S

The row of pushbuttons SlOl provides the control signals for the counter Y7:

control signals for decimal-point control and 0.1 s/l s gate-time

control (ST114.7 and .19)

via gates BI, BII, BIII and transistor Tl, depending on the logic

level of button RF INT. which is signalled via ST114.9: control signals

for the 0.2/2 s gate-time control with internal frequency measurement

392 to 525 MHz or with external frequency measurement 0.5 to 1 GHz

(ST114.17), and for the 0.04/0.4 s gate-time control with internal

frequency measurement 784 to 1050 MHz (ST1l4.20).

([
\;2·_,.1

When a Synchronizer SMDU-Bl is incorporated, the pushbuttons control

the program divider via ST114.10 and .14

the input divider in the fine tuning circuit Y201 via ST114.2, .3 and

.13.

When the 1.05-GHz Frequency Range Extension SMDU-B3 is incorporated, the

frequency ranges 510 to 1050 MHz and the associated filters are switched

via ST114.4, .5, .6 and .10. The signal which puts the frequency range ex-

tension into operation simultaneously controls, via T2 and ST113.6, a field- (

effect transistor in the modulation unit so that the indication of frequency

deviation is doubled.

When the 1.05-GHz Frequency Doubler SMDU-B5 is incorporated, the same functions

are switched except for the filters, which are not included in this version.

4.6.2 FM Am£1ifier

See circuit diagram 250.1019 S

The FM amplifier consists of the two stages E2 II and T4 I. The first stage

has unity voltage gain; its base voltage of 0 Vis produced by the transistor

E2 I and can be .adjusted with R14 and Rl7. Since both transistors E2 are

comprised in a transistor array they are always at the same temperature. The

temperature-dependent base current of E2 II is controlled by E2 I in such (;...'''~f:'
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( a way that the base voltage of B2 II does not change in case of temperature

variations. This temperature compensation prevents the signal generator

frequency from varying with different frequency deviation.

(.

The lowpass filter Cl, L2 in the emitter circuit of transistor B2 II causes

the voltage at the collector of B2 II to lead with reference to the base

voltage so that the delay of the FM filter which lies between the FM ampli­

fier and the FM diodes (see circuit diagram 249.4518 S) is compensated for.

The second amplifier stage T4 I normally has a voltage gain of about 5 : 1

to keep the amplifier noise low. In position 1000 kHz of the FM switch in

the modulation unit, relay RSl is connected to +-5 Vand the gain switched

over to unity. Transistors T4 II, B2 IV are arranged symmetrically to B2 II,

T4 I and thus simulate the temperature drift of the emitter voltage of T4 I,

to prevent the FM diode voltage from changing when relay RSl switches. The

emitter voltage of T4 I is equal to that of T4 II which is adjustable with

R98.

The gain of the amplifier stage T4 I is determined by the ratio of emitter

resistance to collector resistance. R23 is the emitter resistor in the

frequency deviation ranges 10/100 kHz and R2] II R25 is that for position

1000 kHz of the FM switch. Diode Gl 14 serves for temperature compensation

of the base-emitter voltages of B2 II and T4 I. The effective collector

resistance is composed of R24, R26, RlO on the FM filter circuit 249.5295

and, depending on the frequency range, R42 to R48 as well as Rlm and R52

or R49 and R50. The gain is adjustable individually for each frequency

range during the frequency deviation adjust~ent. The selected potentiometer

(R42 to R48) is connected in a DC bridge (see diagram) so that the DC voltage

6-9V +7,SV
R42-RL.8

R40
(R:O)

at the collector of T4 I and thus the

bias of the FM diode are not varied too

much when the gain is adjusted. To ob­

tain minimum FM distortion, the operating

FM diode is used at its optimum operating

point. For this purpose the FM control

voltage at the collector of B2 III can

+60V

FM
diode

R26

be varied in its DC level without the

(~Z~) AC amplitude being affected. This is

performed through the operational ampli­

fier B3 and transistor B2 III whose

collector current of B2 III depends on

-18V
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t~e output voltage of B3, which can be adjusted with the potentiometers R53

to R58 depending on the frequency range.
t-~d

When the Synchronizer SMDU-Bl is incorporated, its tuning voltage is applied

via R41 to the amplifier 33; at the output of B3 the sum of the signals for

diode bias and for synchronization is thus available. The temperature-depen­

dent base-emitter voltage variation of B2 V appears inverted at the output

of B3, compensating the temperature drift of the base-emitter voltage of

B2 III since the two transistors are located in the same array.

The lowpass filter Ll, C4 at the emitter of B2 III causes a heavy drop in

gain at frequencies above 1 kHz. Noise voltages resulting from the control

voltage from the Synchronizer SMDU-Bl, amplifier B3 and transistor B2 III

are largely suppressed.

(Jl.:,·,.•
/·.'I

4.6.3 -18-V and +60-V Re~lators

See circuit diagram 250.1019 S

The highly stable and noise-free supply voltage of -18 V required for the

RF oscillators and the FM amplifier is taken from a stabilizing circuit.

The reference voltage is produced by the temperature-compensated (< 1 x 10-5/
0c) Zener diode Gl 16. The noise voltage of the diode is filtered by the RC

section R62, CS. The operational amplifier B4 I controls the series transis­

tor T5. The voltage is adjusted with R64. 'lhe negative supply voltage of

the operational amplifier is stabilized with Gl 17.

The +60-V voltage required for the FM amplifier is derived from the stabilized

-18-V source. The voltage ratio is determined by resistors R69, ~R72. The

operational amplifier B4 II and transistor Tl2 are the control amplifiers,

T6 is the series transistor.

(·'-.·-s-

', 4.6.4 Oscillator Switchover

See circuit diagram 250.1019 S

Contacts 1, 2, 3 of the pushbuttons 8101 control the switching voltages for

the individual oscillator ranges. Buttons 8, 7 and 5 switch the oscillator

ranges 49 to 64.5 MHz, 63.5 to EB MHz and 118 to 198 MHz directly. The limit

switches of ranges 85 to 119 MHz and 286 to 395 MHz are used to switch the

oscillators off in the conversion range (lowest range) at frequencies

< 0.14 MHz and in the doubled range (highest range) at frequencies > 525 MHz.

To this end, transistor T7 or 'I8is rendered conductive when button 2 or 9

~ ~
-'.);•..~~
;~-;
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is depressed so that the control voltage at STlll.1 for the oscillator range

196 to 290 MHz now depends on the position of the limit switch S13 or S16

(see circuit diagram 249.4518 S). If Sl3 or Sl6 has switched off, a voltage

of +15 Vis at STlll.4 or STlll.5. This voltage is conveyed via Gl 22 or

Gl 21 and 'I8or T7 to STlll.l and switches the oscillator range 196 to

290 MHz off. If the limit switch Sl3 or Sl6 is in the ON position, the

control input of the oscillator range concerned is connected via RBS to

-15 V. To switch the range 85 to 119 :MHzor 286 to 395 :MHzon, a negative

voltage is applied via R85 or R83 to the control input of the range concerned;

for switching off, a positive voltage from the limit switch S13 or Sl6 is

used via diode Gl 23 or Gl 24. The switching voltage of the frequency range

85 to 119 :MHzis adjustable with R80 since it is also used as bias voltage

for a varactor of this range.

(
4.6.5 Diode Switch Control

See circuit diagram 250.1019 S

Contacts 4, 5 and 6 of pushbuttons s101 control the diode switch Y24 which

selects the mixer Y22, the dire0t signal path or the doubler Y26. The mixer

is switched directly via button 9 (O.lb to 50 :MHz)and the doubler via

button 2 (392 to 525 ~IHz),whereas the direct path is supplied with positive

voltage via buttons 3 to 8 and ST113.3; resistors R89 and R90 cut the tran­

sistor T9 off at the same time. If none of buttons 3 to 8 is depressed, 'l9

conducts and connects -15 V to ST113.3.

(

By applying -15 V to STll).14 it is possible to cut off the diode switch

in all three signal paths so that the RF voltage is off. This is done

either via the RF OFF button 40 on the front panel or by shorting the

contacts 4 and 5 of the DEVIOD.OUTPUT socket on the rear panel (e.g. by

connecting the VOR-ILS Unit), thereby driving the switching transistors

Tl and T2 in the rectified-voltage compensation subassembly Y41.

4.6.6 Output Filter Control

See circuit diagram 250.1019 S

The contacts 7, 8, 9 of the pushbuttons SlOl deliver the voltages for the

switching diodes which are used to select the individual lowpass sections

of the filter Y31. The frequencies of the ranges 0.14 to 50 MHz, 49 to

64.5 MHz and 63.5 to 86 :MHzpass through the same filter. The buttons 9, 8

and 7 which are associated with these ranges are therefore connected via
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diodes and via STll3.5 to a common control line. At the same time transistor

Tll is cut off by these diodes. If none of buttons 7, 8 or 9 is depressed,

the diodes are cut off and Tll becomes conductive via R93 so that ST113.5 is

at -15 V. 'Ihecommon filter branch for the ranges 386 to 395 MHz and 392 to

525 MHz is controlled in the same way by means of diode logic and transistor

TlO.

(_,:

4.7 Counter Y7

See overall circuit diagram 294.9021 S

4.7.1 Counter Input Y71

See circuit diagram 294.9580 S

'Ihecounter input unit includes the amplifiers for external signals from

15 Hz to 30 MHz, internal RF signals from 0.14 to 525 MHz, internal AF sig­

nals from 15 Hz to 150 kHz, the associated Schmitt trigger and a preampli­

fier for external signals from 20 to 525 MHz.

(

c·

'Iheamplifier branch for external signals in the range 15 Hz to 30 MHz is

in operation if -15 V is applied to contact 2, the amplifier T7 for internal

signals in the range 0.14 to 50 MHz then being automatically cut off. The

amplifier branch consists of the diode limiter Gl 1 to Gl 4 which protects

the input against overvoltage, the FET amplifier Tl with Ll increasing the

gain in the upper frequency range, the diode limiter Gl 22, Gl 23 suppressing

amplitude modulation, the emitter follower T2 for impedance transformation

and the amplifier stage '15· The collector voltage of '15 is held constant at

o.6 V by the control amplifier Bl I. The reference voltage for the control

is derived at Gl 21. 'Ihecollector voltage of '15 determines the switching

state of the Schmitt trigger T4, T5. The output level at contact 8 must be

low if no input signal is present, to ensure that the frequency meter reads

0 in the least significant digit.

c

Signals below 100 kHz are rectified in diode Gl 9 via the RC network R23,

C5 and applied to diode Gl 6 via control amplifier Bl II. Thus RF inter­

ference is suppressed in the case of signals below 100 kHz.

Internal signal-generator frequencies from 0.14 to 525 MHz are conveyed via

ST75 and contact 3 to the input of the buffer amplifier TlO. 'Iheamplified

signal is applied via a resistance network and contact 11 to the RF output

II and via contact 12 to the deviation-meter connector ST172. 'Ihevoltage

for the frequency measurement of the internal signals 0.14 to 50 MHz is

~~~ '
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tapped at the collector of TlO via R41. The lowpass filter L3, C17, L4, C18

ensures that only frequencies below 50 MHz are passed on to the amplifier

Tl. T7 operates when +5 Vis present at contact 2 and at the same time -15 V

is at contact 10. Thus transistor Tl and diodes GL7 and Gl9 are cut off

simultaneously so that the paths EXT. 15 Hz - 30 MHz and AF INT. are off.

The signal amplified by T7 is applied to the Schmit~ trigger T4, T5 via

Gl 11, the impedance transformer T2 and amplifier T.3·

Internal AF signals from the modulation generator are applied via the lead­

through D76 and contact 9 to the diode switch Gl 11, Gl 19. If +5 Vis

present at contact 10, then Gl 19 conducts. 'Ihesignal is directly applied

to the base of 'I2and via T3 to the Schmitt trigger T4, T5.

(-

External signals from 20 to 525 MHz are conveyed via ST72 and contact 4 to

the preamplifier Tll. The diodes Gl 16, Gl 17 limit the input signal and

protect Tll against excessive voltages. 'Illeamplified signal is applied via

contact 15 to the divider Y72.

l:livider Y72

See circuit diagram 294.9515 S

The divider board includes an amplifier for external signals in the range

20 to 525 MHz, a diode switch for switchover from internal to external sig­

nals and a 10 : 1 dlvider which is followed by an amplifier for matching to

TTL level.

The external signals of 2J to 525 MHz comirusfrom the preamplifier of the

(

,.
counter control Y71 are applied via contact 1 to the two-stage amplifier

Tl, T2 and passed on from its output via Cl3 to the diode switch. The signal

is also applied via contact 5 to the deviation-meter connector STl71.

The diode switch Gl l to Gl 11 permits selection of RF INT. or EXT. 20 -

525 MHz. The selected signal is applied to the limiter transistor T5, which

provides the correct input level for the divider Bl.

A special circuit prevents a wrong indication of the frequency meter in

case the input level of the divider is too low or too high.
before the 10:1 divider Bl is rectified with Gl 17, filtered with c37 and

applied via B2 I to the operational amplifier B2 II. Transistor T6 is

thereby cut off if the level falls short of the required minimum at the

input of Bl. If the incoming signal is amplitude-modulated, an AF is pro­

duced at C37 with a DC component which is derived from the negative half-
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wave of the RF voltage. Since B2 I plus Gl 19 and C39 represents a peak­

responding rectifier, a DC voltage corresponding to the RF voltage in the

modulation valley appears at c38. The correct threshold (minimum level) for

switching off is thus maintained with amplitude-modulated signals. If the

input level is such that a positive voltage is obtained at output 7 of B2 II,

the PIN diode Gl 16 of the counter input circuit 294.9580 is reverse-biased.

Causing the input voltage of Tll to be reduced.

0J

The output signal of the 10 : 1 divider Bl wich ECL level is boosted to TTL

level by the transistors in:>, T7 and passed on via contact 8 to the counter

control Y73 and via contact 9 and ST77 to the Synchronizer SMDU Bl.

4.7._2 First Decade 'ill.
See circuit diagram 294.9621 S

The first decade consists of the 50-MHz counter Bl and the associated store

BlO.

(
,.
·~:_.I
:··1

The counter is driven via AND gates B2I to III and transistor Tl. The gates

permit switchover to the different counter channels. The count pulse reaches

the outputs 2, 3 and 11 of B2 via flip-flop B5II.

The same board accommodates the 100 : 1 divider for the reference frequency

(B3) and the 400-kHz frequency discriminator which produces a voltage for

time-constant switchover in the modulator Y28 and the demodulator Y41.

~-:.

The signals arriving via Cl from the counter input Y71 are pretreated in

lowpass filter Ll-C2 and amplified to TTL levels in comparator B4. Flipflop

B5I provides frequency division and produces a 1 : 1 squarewave. ,This square­

wave voltage is approximated to a sinewave by lowpass filter L2-C4 and taken

to rectifier GL3 via the RC lowpass filter R3-C6 and to rectifier GL4 via

the RC highpass filter C5-R7. The cutoff frequencies of these two filters

are such that the rectified voltages are equal at about 400 kHz. If the fre­

quency departs from this value, amplifier B6 connected as a Schmitt trigger

is switched. RlO permits accurate setting of the switching point.

~)

4.7.4 Counter with Indication Y74

See circuit diagram 294.9650

Tnis board accommodates the counter control, decades 2 to 7 with the associa­

ted stores, decoders and indicating elements as well as the decoder and

indication of the first decade.

(f"/).~f=i; I
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